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FINAL  REPORT 


With  the  help  of  the  Air  Force  we  have  been  able  to  develop  a  new  area  of 
optics  which  is  based  on  the  collimation  of  near-field  radiation.  The 
near-field  allows  super  spatial  resolution  for  the  characterization  and 
fabrication  of  materials. 

CONCEPTUAL  BASIS  OF  NEAR-FIELD  SCANNING  OPTICAL  MICROSCOPY 

At  the  start  of  the  present  contract  we  had  only  a  rudimentary 
understanding  of  the  nature  of  the  near-field.  As  a  result  of  this  contract, 
great  progress  has  been  made  both  In  building  a  theoretical  foundation  and 
underpinning  this  foundation  with  crucial  experiments.  The  fundamental 
principle  underlying  the  NSOM  concept  is  outlined  in  Figure  1,  where  visible 
light  is  depicted  as  being  normally  incident  on  a  conducting  screen  containing 
a  small  (sub-wavelength)  aperture.  Because  the  screen  is  completely  opaque, 
the  radiation  emanating  through  the  aperture  and  Into  the  region  beyond  the 
screen  is  first  collimated  to  the  aperture  size  rather  than  to  the  wavelength 
of  the  radiation  employed.  This  occurs  In  the  near-field  regime.  Eventually 
the  effect  of  diffraction  is  evidenced  as  a  marked  divergence  in  the 
radiation,  resulting  in  a  pattern  that  no  longer  reproduces  the  geometrical 
image  of  the  aperture.  This  occurs  in  the  far-field  regime. 

To  apply  the  collimation  phenomena,  an  object,  such  as  an  Integrated 
circuit,  Is  placed  within  the  near-field  region  relative  to  an  aperture.  In 
this  case,  the  aperture  acts  as  a  light  source  whose  size  Is  not  limited  by 
the  considerations  of  geometrical  optics.  The  light  source  can  be  scanned 
relative  to  the  object,  and  the  detected  light  can  be  used  to  generate  a 
high-resolution  image.  Because  the  resolution  Is  dependent  upon  the  aperture 
size  rather  than  the  wavelength,  it  is  possible  to  obtain  resolution  of  <50nm, 
which  is  comparable  to  scanning  electron  microscopes,  if  sufficiently  small 
apertures  are  used.  These  are  the  essential  features  of  the  NSOM  technique, 
which,  unlike  electron  microscopic  methods,  can  be  applied  in  air  using 
non-ionizing  visible  radiation  and  can  form  images  of  fluorescing  objects  with 
this  same  degree  of  super-resolution. 

HISTORICAL  BACKGROUND 

As  far  back  as  a  decade  ago,  the  principle  of  super-resolution  microscopy 
was  demonstrated  at  microwave  frequencies  using  a  wavelength  of  3cm  by  Ash  and 
Nlcholls  (1).  In  their  pioneering  experiment,  a  grating  of  0.5mm  periodicity 
was  imaged  with  an  effective  resolution  of  1/60  the  wavelength.  However, 
until  we  reported  our  Initial  results  In  1984  (2),  there  were  no  published 
attempts  to  extend  this  technique  to  the  visible  region  of  the  spectrum.  This 
is  quite  understandable,  because  the  minute  physical  dimensions  of  the  optical 
near-field  demand  aperture  fabrication  and  micropositioning  technologies  on  a 
nanometer  scale.  Furthermore,  it  Is  not  Immediately  obvious  that  the  results 
of  the  microwave  experiment  could  be  extended  to  the  visible  regime,  because 
in  the  optical  regime,  thin  metal  films  with  finite  conductivity  had  to  be 
used  to  construct  subwavelength  apertures  whereas  in  the  microwave  case 
comparatively  thicker  metal  screens  with  Infinite  conductivity  could  be  used. 
These  questions  together  with  the  inability  of  the  microwave  microscope  to 
scan  rough  surfaces  led  to  little  interest  in  the  field. 
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However,  since  our  original  reports  (2),  several  additional  publications  in 
the  area  of  near-field  Imaging  have  appeared.  Fischer  (3)  In  West  Germany  has 
produced  an  Interesting  series  of  results  by  scanning  a  subwavelength  aperture 
over  a  second,  larger  aperture,  but  these  results  were  difficult  to  Interpret 
for  a  number  of  reasons.  For  example,  the  opacity  of  the  metal  film  used  was 
not  large  so  that  the  aperture  was  poorly  defined  and  much  stray  light  was 
transmitted  through  the  aperture  screens.  In  addition,  because  of  the  grazing 
incidence  Illumination  in  his  experiment,  a  series  of  standing  waves  were 
generated  when  the  polarization  of  the  electric  field  was  perpendicular  to 
these  screens. 

Durlg,  at  al.  (4)  In  Zurich  produced  apertures  at  the  tip  of  a  single 
crystal  of  quartz  etched  using  HF  to  make  a  fine  point  and  covered  this  by 
metal.  These  apertures  were  difficult  to  produce  reproduclblly  and  to 
characterize  because  they  were  manufactured  by  thrusting  this  metal  covered 
pyramidal  quartz  crystal  against  glass  slide  and  detecting  the  first  instant 
when  light  emanated  from  the  aperture.  Furthermore,  these  workers  had 
difficulty  In  making  test  structures  to  demonstrate  <50nm  resolution.  With 
any  new  form  of  microscopy  it  is  essential  to  have  test  structures 
well -characterized  by  an  established  technique  In  order  to  verify  the  claim  of 
subwavelength  capability. 

In  short.  Initial  attempts  to  implement  the  near-field  scanning  concept 
attest  to  the  difficulty  of  the  NSOM  technique.  To  appreciate  the  technical 
challenges  Inherent  In  this  form  of  microscopy,  we  completed  detailed 
calculations  under  this  contract  to  obtain  a  first  approximation  for  how  the 
radiation  spreads  out  as  It  emanates  from  a 'subwavelength  aperture.  These 
calculations  (5)  and  others  completed  on  this  contract  (6,7)  Investigate  the 
transmission  of  light  through  slits  and  apertures  In  screens  of  finite 
thickness. 

In  particular,  the  component  of  the  time-averaged  Poyntlng  vector 
perpendicular  to  the  screen  was  calculated  In  the  region  just  beyond  the 
screen.  The  results  are  shown  In  Figure  2,  where  the  divergence  of  the  energy 
flux  Is  plotted  as  a  function  of  the  distance  from  the  aperture.  These 
results  Indicate  that  the  radiation  remains  collimated  to  a  distance  of 
approximately  the  aperture  diameter.  Finally,  the  near-field  energy  flux 
calculations  exhibit  a  close-to-exponential  decrease  in  Intensity  with 
Increasing  distance  from  the  screen.  This  suggests  that  rigid  stability 
requirements  are  required  for  the  z  direction  even  for  rough  surfaces. 

OVERCOMING  THE  TECHNICAL  CHALLENGES 

Aperture  Fabrication 

Several  different  methods  have  been  used  In  the  past  to  fabricate  the 
submicron  apertures  needed  in  near-field  microscopy  (2-4).  However,  under 
this  contract  we  developed  an  inexpensive,  rapid,  and  highly  reproducible 
method  for  producing  such  apertures  at  the  tips  of  metallized  glass  pipettes. 
Besides  the  ease,  rapidity,  cheapness  and  reproduclbil 1 ty  of  our  new  technique 
an  important  advantage  of  our  method  Is  that  these  apertures  at  the  tip  of 
highly  tapered  pipettes  can  probe  even  recessed  regions  of  rough  surfaces.  To 
form  such  apertures  with  diameters  ranging  from  50nm  to  lOOOnm  from  glass 
micropipettes  a  two  stage  pulling  process  was  used.  Scanning  electron 
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micrographs  of  a  lOOnm  diameter  pipette  and  a  500nm  diameter  pipette  are 
compared  In  Figure  3.  These  pipettes  were  metallized  with  8nm  of  chromium 
followed  by  50nm  of  aluminum.  The  chromium  was  used  as  an  adhesive  layer 
between  the  glass  pipette  and  the  50nm  aluminum  layer.  Aluminum  was  chosen 
for  Its  high  absorption  coefficient  at  optical  wavelengths. 

Our  early  attempts  at  forming  these  pipette  apertures  produced  tip  outer 
diameters  of  approximately  500nm  for  the  smaller  aperture  pipettes.  However, 
reently  we  have  produced  tips  with  outer  diameters  of  60nm,  see  Figure  4, 
using  techniques  used  by  biologists  to  produce  pipettes  for  the  microinjection 
of  Individual  cells  (8).  We  have  discovered  that  we  can  make  even  smaller 
diameter  pipettes  with  apertures  at  the  tips  by  using  alumlnumsillcate  Instead 
of  borosillcate  glass.  And  we  are  now  trying  to  optimize  this  new  form  of 
light  wave  technology. 

Our  application  of  these  pipette  type  apertures  to  near-field  microscopy 
and  our  demonstration  (9)  of  large  light  throughputs  from  such  apertures  has 
resolved  one  of  the  principal  problems  In  scanning  rough,  real  surfaces  with 
this  form  of  super-resolution  microscopy. 

Micropositioning 

Another  major  problem  overcome  during  this  contract  year  has  been  the 
development  of  a  methodology  to  position  an  aperture  50nm  above  a  surface  with 
the  3nm  accuracy  required  by  the  exponential  behavior  of  the  near-field.  The 
placement  of  the  aperture  at  the  tip  of  a  pipette  certainly  simplifies  the 
problem  but  there  has  to  be  a  feedback  mechanism  that  will  allow  for  the 
accurate  positioning  of  the  aperture  above  the  surface.  We  have  developed 
three  distinct  solutions  to  this  problem  all  of  which  work  well  at  resolving 
this  potential  barrier  to  near-field  microscopy. 

One  method  for  distance  regulation  Is  based  on  an  exquisitely  sensitive 
technique  for  monitoring  z  topography  developed  by  Matey  and  Blanc  (10).  In 
this  technique  the  sample  and  a  probe  tip  form  a  capacitor  and  changes  In 
separation  between  the  sample  and  the  probe  result  In  changes  in  capacitance. 
The  capacitance  changes  can  be  detected  with  a  high  Q  RLC  circuit.  We  have 
modified  the  technique  In  two  ways.  First,  we  employ  our  metal  coated  pipette 
aperture  Instead  of  the  stylus  probe  of  an  RCA  videoplayer  used  by  these 
previous  workers.  Second,  position  modulation  of  the  probe  Is  used.  Thus  we 
have  Incorporated  essentially  an  electrical  heterodyning  method.  With  this 
modulation  the  detected  signal  has  components  at  different  frequencies  and 
this  permits  the  decoupling  of  the  dielectric  Information  from  the  topographic 
information.  With  such  position  modulation  the  technique  should  be  sensitive 
to  changes  of  less  than  10“,#  farads.  The  advantages  of  this  technique  for  z 
position  regulation  In  near-field  microscopy  are  three  fold.  First,  because 
of  Its  sensitivity,  the  capacitive  method  can  respond  quickly  even  to  very 
small  topographical  changes  and  this  allows  for  raDid  f kHz)  near-field 
scanning.  Second,  with  position  modulation  It  Is  possible  to  generate  a 
signal  which  depends  solely  on  topography  and  not  on  material  properties 
(l.e.  dielectric  properties)  of  the  surface.  Third,  for  the  probe  size  that 
we  use,  the  capcltance  changes  can  be  detected  from  as  far  as  50nm  from  the 
surface. 
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In  the  eventuality  that  the  sample  Is  not  conducting  the  light  emanating 
|  from  a  subwavelength  aperture  in  an  opaque  screen  decreases  exponentially  with 

distance  from  the  screen  (5).  Hence,  In  a  reflection  mode,  the  Intensity  of 
the  light  reflected  back  through  the  aperture  Is  strongly  dependent  upon  the 
aperture-sample  separation  and  can  be  used  to  form  a  distance  regulation 
system.  In  this  method  position  modulation  can  also  be  employed  to  extract 
topographical  Information. 

Finally,  Durlg,  et  al.  (4)  have  employed  the  new  methodology  of  tunneling 
microscopy  (11)  to  accurately  measure  the  z  position  of  the  aperture.  However 
with  tunneling  microscopy  the  probe  has  to  approach  within  2  nm  of  the  surface 
and  this  Is  at  least  an  order  of  magnitude  closer  than  Is  required  for  NSOM. 

|  Vibration,  acoustic  and  thermal  isolation 

In  a  typical  laboratory  environment,  building  vibrations  exist  at 
frequencies  as  low  as  2-4Hz,  although  most  of  the  vibrational  energy  Is  In  the 
5~30Hz  range  (12).  In  our  environment,  we  have  measured  displacements  of  up 
to  one  micron  In  this  frequency  range.  If  this  energy  were  to  be  transfered 
without  attenuation  to  the  critical  components  of  an  NSOM  system,  and  If  the 
aperture  and  object  were  not  held  together  with  sufficient  rigidity,  then 
their  relative  displacement  could  vary  by  two  to  three  orders  of  magnitude 
greater  than  the  precision  required.  To  preclude  this  possibility.  It  Is 
necessary  to  design  an  Isloatlon  system  which  attenuates  both  horizontal  and 
vertical  vibrations  from  the  floor  at  frequencies  above  a  few  hertz.  In 
addition,  such  a  system  must  use  a  damping  mechanism  to  Insure  that  any 
vibrations  transmitted  to  the  microscope  are  transient  In  nature.  This 
damping  mechanism  Is  also  needed  to  reduce  the  vibrations  Induced  by  the 
motion  of  the  sample  stage  Itself  In  the  course  of  a  scan.  Finally,  an 
effective  Isolation  system  must  also  shield  the  NSOM  Instrument  from  acoustic 
vibrations,  which  fall  In  the  20Hz  to  20kHz  range.  The  Isolation  system 
designed  under  this  contract  and  described  in  the  next  section  accomplishes 
all  of  these  objectives. 

Although  the  thermal  expansion  coefficients  of  the  various  components  of 
a  NSOM  system  will  vary  widely  with  composition  and  size,  we  have  found  that 
the  components  expand/contract  roughly  0. 1-1.0  micron  for  every  one  degree 
centrlgrade  Increase/decrease  In  temperature.  Hence,  the  differential  rate  of 
expansion  of  the  aperture  relative  to  an  object  has  be  be  surmounted.  This 
obstacle  has  been  overcome  by  using  two  lines  of  attack.  First,  the  entire 
Instrument  has  been  designed  to  insure  that  the  thermal  expansion  of  the 
aperture  relative  to  the  object  Is  rather  small  and  second,  the  apparatus  Is 
enveloped  In  a  shell  that  protects  against  thermal  fluctuations. 

OVERVIEW  OF  A  PROTOTYPE  NSOM 

In  this  section  we  describe  a  prototype  NSOM  instrument  built  under  the 
present  contract  In  our  laboratory.  For  this  description  we  will  use  a  series 
of  pictures  taken  during  the  building  of  the  Instrument.  Shown  In  Figure  5  Is 
the  vibration  Isolation  system  on  which  the  microscope  was  built.  As  can  be 
seen  it  Is  a  passive,  dual  stage  Isolation  system  composed  of  an  optical  table 
and  a  second  stage  air  table  on  which  the  base  of  the  microscope  sits.  On 
this  base  (see  Figure  6)  rests  the  sample  stage  which  consists  of  motorized 
translators  for  coarse  adjustment  and  the  fine  adjustment  stage  designed  by 
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Wye  Creek  Instruments.  This  permits  accurate  xy  positioning  with  a  resolution 
of  <5nm.  The  sample  assembly  which  permits  Illumination  from  the  bottom 
through  the  rectangular  opening  seen  In  the  photograph.  Is  surrounded  by  a 
stainless  steel  chamber  lined  with  material  for  acoustic  Isolation  (see  Figure 
7).  As  seen  In  Figure  8,  a  conventional  optical  microscope  sits  in  the  side 
opening  of  the  steel  shell  and  this  permits  viewing  of  the  pipette  as  it  is 
translated,  with  motorized  and  piezoelectric  translators,  toward  the  sample 
through  the  opening  in  the  center  of  the  cover.  This  circular  design  with  the 
pipette  In  the  center  Insures  that  the  thermal  expansion  of  the  aperture 
relative  to  sample  Is  small.  Finally,  an  overview  of  the  microscope  Is  seen 
In  Figure  9.  In  this  overview  we  clearly  see  the  magnets  that  we  use  for  eddy 
current  damping  of  vibrations  Induced  by  movements  on  the  stage.  These 
magnets  surround  the  base  of  the  microscope  and  emanate  from  pillars  that  rest 
on  the  optical  table.  The  photomultiplier/detection  system  (not  seen  in  the 
photograph)  that  monitors  the  light  emanating  from  the  back  end  of  the  pipette 
Is  placed  on  top  of  the  center  of  the  stainless  steel  shell  that  surrounds  the 
sample  chamber  and  this  signal  Is  recorded,  for  each  position  of  the  sample 
under  the  pipette,  by  one  of  two  IBM  PC  AT  computers.  These  computers  control 
the  scan,  collect  the  data  from  both  the  capacitance  and  NSOM  signals  and 
perform  the  imaging  tasks  required. 

RESULTS  FROM  THE  CORNELL  NSOM 

In  this  section  we  will  demonstrate  that  even  In  a  fluorescence  mode  the 
resolution  we  have  obtained  with  our  instrument  Is  comparable  to  the 
resolution  obtained  with  scanning  electron  microscopes.  To  demonstrate  this 
resolution  we  made  test  structures  by  contact  printing  a  pattern  from  a  mask 
formed  by  electron  beam  lithography.  This  mask  of  silicon  nitride  was  placed 
In  contact  with  a  clear  glass  coversllp  and  the  material  to  be  deposited  was 
then  evaporated  through  the  mask  and  onto  the  coversllp.  For  the  transmission 
scans,  50nm  of  chromium  was  evaporated  whereas  50nm  of 
3,4,9, 10-perylenetetracarboxyl ic  dianhydride  was  used  for  the  fluorescence 
measurements.  The  samples  were  then  coated  with  5nm  of  chromium  to  assure 
conductivity  over  the  edge  or  grating.  The  patterns  thus  formed  had  sharp, 
wel 1 -characterized  features  as  demonstrated  by  scanning  electron  microscopy, 
SEM.  Such  test  patterns  are  essential  to  quantitatively  assess  the  resolution 
of  NSOM  In  both  the  transmission  and  fluorescence  modes. 

Figure  10  shows  a  transmission  scan  over  a  chromium  step  for  both  a  600nm 
and  lOOnm  diameter  aperture.  The  distance  from  12%  to  88%  transmission  scales 
with  aperture  size.  In  Figure  11  the  high  resolution  NSOM  data  Is  compared  to 
a  Hnescan  from  an  electron  micrograph  of  the  same  edge.  The  SEM  trace  Is  a 
convolution  of  the  edgeproflle  with  the  beam  profile  and  the  secondeary 
electron  emission  yield  function.  The  edge  profile  can  be  estimated  from  the 
micrograph  trace  to  have  a  width  of  30nm  assuming  a  beam  diameter  of  20nm. 

This  finite  width  is  a  result  of  the  contact  printing  process.  The  12%-88% 
point  In  Intensity  of  the  NOSM  trace  Is  60nm.  This  Is  the  near-field  beam 
profile  convoluted  with  the  30nm  edge  width. 

Using  these  results  we  can  make  quantitative  comparisons  between  the  SEM 
and  both  experimental  and  theoretical  NSOM  scans.  The  theoretical  curve 
through  the  NSOM  data  In  Figure  11  was  generated  by  assuming  exponential 
absorption  In  the  chromium  step  and  an  Intensity  transmitted  to  the  detector 
scaling  as  the  third  power  of  the  unoccluded  area  as  suggested  by  Bethe  (13). 
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Also  shown  In  Figure  11  is  a  conventional  far-field  optical  line  scan  obtained 
from  the  edge  using  the  same  0.55  NA  objective  lens  as  used  for  focusing  the 
light  for  the  NSOM  scans.  The  solid  line  passing  through  these  experimental 
points  has  been  calculated  from  the  theory  for  a  conventional  incoherent 
scanning  optical  microscope  (14).  The  result  of  a  similar  calculation  for  a 
1.4NA  objective  Is  shown  at  the  top  of  Figure  11.  Thus,  one  can  Infer  that 
resolution  far  exceeding  the  diffraction  limit  has  been  achieved  using 
near-field  scanning  techniques  and  this  emphasizes  the  exciting  potential  of 
being  able  to  form  subwavelength  light  spots  for  characterization  and 
fabrication. 

Using  the  same  pipettes  as  were  used  for  the  data  above  we  have  obtained 
scans  of  fluorescent  edges  and  gratings.  One  such  scan  of  a  fluorescent 
grating  of  period  800nm  Is  shown  In  Figure  12A.  A  densitometer  trace  of  a 
scanning  electron  micrograph  of  the  same  perylene  grating  Is  also  shown  In 
Figure  12B.  The  sharpest  maximum  and  minimum  change  in  the  fluroescence  NSOM 
Image  Is  <50nm.  Thus  fluorescence  NSOM  grating  scans  have  been  demonstrated 
with  resolution  comparable  to  the  aperture  diameter  used  and  comparable  to 
scanning  electron  micrographs  of  the  same  grating.  The  resolution  obtained 
(15)  Is  at  least  an  order  of  magnitude  better  than  the  emission  wavelength 
which  Is  at  700nm. 

WAVELENGTH  INDEPENDENT  LITHOGRAPHY 

Considerable  progress  has  also  been  made  In  the  development  of  the 
necessary  experimental  methodology  to  produce  the  lithographic  resists  that 
are  necessary  for  subwavelength  lithography.  The  most  successful  method  uses 
a  Langmulr-Blodgett  trough  which  can  produce  with  high  accuracy  and 
reproducibility  thicknesses  down  to  a  few  nanometers.  We  have  shown  under 
this  contract  that  pinhole  free  layers  of  such  resists  can  be  produced  (16). 
For  our  Initial  experiments  we  used  Shipley  AZ  1400-5  resist  which  we  were 
able  to  spin  on  as  layers  of  less  than  50nm.  The  scheme  we  used  to  impress 
various  patterns  on  this  resist  Is  Illustrated  In  Figure  13A.  We  developed  a 
combination  of  a  point  mount  and  vacuum  suction  to  bring  the  substrate  Into 
close  contact  with  a  quartz  mask  that  was  produced  by  contact  printing  with 
aluminum  or  chrome.  Figure  13B  shows  what  Is  seen  when  the  mask  and  substrate 
are  viewed  from  the  top.  Essentially  the  black  central  circle  Is  the  region 
that  Is  within  the  near-field.  The  dimensionality  of  the  various  components 
In  this  scheme  Is  shown  in  cross-section  In  Figure  13C.  The  method  of 
fabrication  of  the  quartz  mask  Is  seen  In  Figure  14.  In  this  figure  the 
pattern  which  Is  produced  by  electron  beam  lithography  Is  further  etched  Into 
silicon  nitride  via  reactive  Ion  etching.  This  mask  Is  used  to  produce  the 
contact  print  on  quartz.  The  contact  printing  process  Is  depicted  In  Figure 
15.  As  can  be  seen  Cr  or  A1  is  thermally  evaporated  through  the  silicon 
nitride  mask  onto  the  quartz  plate.  A  scanning  electron  micrograph  of  a 
typical  metal  on  quartz  mask  Is  shown  In  Figure  16.  The  resulting  optical 
lithograph  In  the  near-field  Is  shown  In  Figure  17.  As  can  be  seen  the 
grating  Is  faithfully  reproduced  In  silicon  to  better  than  200nm  resolution 
using  light  of  450nm.  We  expect  to  get  much  better  resolution  once  the 
fabrication  quality  of  our  masks  Is  Improved  with  the  recently  Installed 
electron  beam  machine  at  the  National  Submicron  Research  and  Resource 
Facility. 
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In  summary,  our  experiments  thus  far  have  demonstrated  Utu  feasibility  of 
the  subwavelength  optical  technology  we  have  pioneered  under  this  contract. 
Thus,  these  experiments  confirm  the  exciting  potential  for  applications  of  the 
near-field  technology  In  a  variety  of  areas  of  Interest  to  the  Air  Force. 
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FIGURE  CAPTIONS 

Figure  1:  Schematic  representation  showing  the  colllmatlon  of  radiation 
emanating  from  a  subwavelength  aperture. 

Figure  2:  The  energy  flux  emanating  from  a  50nm  diameter  aperture  normalized 
to  the  energy  of  the  Incident  plane  wave,  is  shown  plotted  as  a  function  of 
both  the  perpendicular  distance  (z)  from  an  180nm  thick  conducting  screen  and 
the  ratio  of  the  lateral  distance  from  the  center  of  the  aperture  to  the  half 
width  of  the  aperture  (x/a).  Notice  that  the  radiation  Is  collimated  to 
roughly  the  edge  of  the  aperture  (x/a  =  1)  out  to  z=60nm. 

Figure  3:  Scanning  electron  micrographs  of  metallized  pipettes  with  aperture 
of  diameters  lOOnm  and  500nm  at  the  tips  of  the  pipettes. 

Figure  4:  Scanning  electron  micrograph  of  a  50nm  outer  diameter  pipette. 

Figure  5:  Shown  is  the  passive  vibration  Isolation  system  used.  Part  of  the 
air  table  used  is  seen  at  the  bottom  of  the  picture.  On  this  air  table  Is  a 
second  stage  Isolation  air  table  which  was  home-built  and  on  top  of  this  Is 
placed  a  Newport  surface  which  serves  as  the  base  of  the  microscope. 

Figure  6:  Place  on  the  microscope  base  is  the  coarse  adjustment,  motorized 
translators  on  which  sits  a  piezoelectric  nanometer  scanning  stage.  In  the 
center  of  this  stage  sits  a  circular  glass  coversllp  on  which  the  sample 
rests.  The  rectangular  opening  in  the  front  of  the  coarse  xy  stages  Is  for 
Illumination  of  the  sample  from  the  bottom.  This  Is  accomplished  by  a  mirror 
and  a  long  working  distance  lens  that  Is  Installed  In  the  stage  and  focusses 
the  light  through  the  glass  coversllp  on  which  the  sample  sits. 

Figure  7:  Surrounding  the  xy  stages  seen  in  Fig.  6  is  a  stainless  steel  shell 
that  also  sits  on  the  microscope  base.  Lining  this  shell  Is  material  for 
acoustic  shielding. 

Figure  8:  A  stainless  steel  cover  Is  bolted  to  the  stainless  steel  shel1  seen 
In  Fig.  7.  In  the  center  of  this  cover  Is  the  opening  Into  which  the  pipette 
with  the  coarse  z  translator  and  fine  adjustment  z  piezoelectric  fits.  In  the 
side  of  the  shell  Is  the  microscope  which  allows  the  pipette  to  be  viewed  as 
It  Is  brough  Into  proximity  of  the  sample.  Also  In  view  at  the  bottom  left 
hand  side  of  the  plecture  are  the  optics  for  the  Inverted  microscope  that 
allows  viewing  the  sample  from  the  bottom  as  It  Is  translated  under  the 
pipette  by  the  coarse  stage.  Notice  that  the  design  decouples  the  xy  motion 
from  the  z  motion.  Thus  as  the  sample  Is  rapidly  scanned  under  the  pipette 
the  z  piezoelectric,  In  response  to  one  of  the  feedback  mechanisms  described 
In  the  text.  Independently  adjusts  the  z  position  of  the  pipette  aperture 
relative  to  the  sample  surface  so  that  a  constant  sample/aperture  separation 
Is  maintained.  Notice  also  that  the  circular  design  minimizes  thermal  dirft 
problems. 

Figure  9:  An  overview  of  the  NSOM  instrument  Is  seen  In  this  figure. 
Surrounding  the  Instrument  are  posts  that  are  bolted  to  the  optical  table. 

Each  of  these  posts  have  magnets  that  protrude  Into  copper  blocks  that  sit  on 
the  base  of  the  microscope.  These  magnet/copper  block  assemblies  are  for  eddy 
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current  damping  of  vibrations  that  arise  from  the  motions  of  the  microscope 
jurlng  a  scan.  Seen  In  the  background  Is  the  material  that  forms  the  walls  of 
the  room  that  surround  the  microscope.  ThtS  material  provides  acoustic 
isolation.  In  fact  everything  except  the  microscope  sits  outside  this 
acoustic  enclosure.  This  includes  the  laser  and  the  two  IBM  PC  AT  computers 
that  control  the  microscope,  collect  the  data  and  form  the  images  with  a 
special  board  and  a  high  resolution  dedicated  graphics  system  from  Imaging 
Technology.  Also  seen  In  the  upper  right  of  the  picture  is  the  erector  set 
that  holds  the  photomultlpl ier  and  detection  system.  The  photomultiplier  is 
placed  just  above  the  opening  in  the  stainless  steel  plate  that  fits  over  the 
stainless  steel  shell.  In  this  position  the  photomultiplier  can  detect  the 
photons  that  emanate  from  the  back  end  of  the  pipette  as  the  sample  Is 
translated  rapidly  unde<*  the  aperture.  Thus,  at  each  position  of  the  sample 
the  photons  detected  by  the  photomultiplier  are  recroded  into  the  memory  of 
one  of  the  two  computers  and  subsequently,  within  2secs.  after  a  scan  an  image 
appears  on  the  Imaging  Technology  monitor.  This  NSOM  Image  can  ba  overlayed 
with  the  z  topography  capacitance  i~age  which  is  available  at  the  same  time 

Figure  10:  Bottom  low  resolution  (aperture=600nm)  and  top  high  resolution 
(aperture=100nm)  transmission  NSOM  scans  of  a  50nm  chromium  edge  are  shown 
above.  Wavelength  used  was  570nm. 

Figure  11:  NSOM  and  SEM  comparisons.  From  bottom  to  top  are  shown:  a 
densitometer  trace  of  a  scanning  electron  micrograph  of  a  50nm  thick  chromium 
edge;  an  NSOM  scan  of  the  same  edge  using  570nm  excitation  plotted  against  a 
theoretical  NSOm  curve;  a  theoretical  .-canning  optical  microscope  (SOM)  scan 
(570nm  excitation  and  NA=0.55)  plotted  with  points  from  an  experimental 
optical  micrograph  scan  of  the  same  50nm  thick  chrome  step  taken  with  570nm 
excitation  and  the  NA=0.55  optics  used  for  focusing  the  light  on  the  grating 
fo,  the  NSOM  scans;  and  a  theoretical  SOM  edge  scan  using  a  very  high  (1.4  NA) 
numerical  aperture  objective  and  570nm  excitation.  All  edge  scan  steps  were 
normalized  to  an  Intensity  cnange  of  unity. 

Figure  12:  A  fluorescent  NSOM  and  SEM  comparison.  A  fluorescence  NSOM  scan 
of  a  perylene  grating  with  a  period  of  800nm  (A)  Is  shown  below  a  densitometer 
trace  of  a  SEM  scan  of  the  same  grating  (B).  The  SEM  scan  was  slightly 
displaced  in  a  direction  parallel  o  the  grating  lines  relative  to  the  NSOM 
scan. 


Figure  13:  A)  Schematic  of  our  method  of  optical  pattern  transfer  B)  Top 
view  seen  In  optical  microscooe  when  contact  is  made  between  resist  and  mask 
C)  Cross-sectional  view  of  the  optical  pattern  transfer  method. 


Figure  14 
Figure  15 
Figure  16 
Figure  17 


Method  of  printing  mask  fabrication. 

Schematic  of  quartz  contact  printing. 

Scanning  electron  micrograph  of  fabricated  quartz  mask. 

A  scanning  electron  micrograph  of  a  near-field  replication  of  a 


sub-500nm  periodicity  grating. 
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Super-resolution  imaging  at  optical  wavelengths  has  been  achieved  with  collection  mode  near¬ 
field  scanning  optical  microscopy.  Reproducible  images  of  0.25-^m  aluminum  lines  separated 
by  0.2S  /i m  have  been  generated  with  a  peak  edge  sharpness  of  0.07  /tm.  Images  taken  with 
differing  probe  sizes  and  at  various  heights  demonstrate  that  the  smallest  resolvable  features 
are  roughly  determined  by  the  greater  of  ihe  aperture  size  and  the  aperture  to  sample 
separation. 


In  recent  years,  several  groups  have  demonstrated  the 
feasibility  of  circumventing  the  diffraction  limit  with  near¬ 
field  scanning  optical  microscopy.1'6  In  this  technique,  the 
light  transmitted  through  a  submicron  aperture  in  an  opaque 
screen  forms  a  subwavelength  sized  spot,  which  is  then 
scanned  over  an  object  to  generate  a  super-resolution  image. 
The  resolution  is  potentially  closer  to  that  of  a  scanning  elec¬ 
tron  microscope  than  that  of  a  conventional  optical  micro¬ 
scope,  since  it  is  determined  by  the  aperture  size.  Additional 
advantages  include  the  use  of  nondestructive  visible  radi¬ 
ation,  the  ability  to  operate  in  air,  and  the  use  of  well-devel¬ 
oped  optical  contrast  mechanisms.  Hence,  the  technique 
could  be  applied  to  nondestructive,  high-resolution  imaging 
in  the  semiconductor  industry  and  the  biological  sciences. 

Most  of  the  work  in  this  field  has  centered  around  the 
use  of  the  aperture  as  an  illuminator,  with  the  light  transmit¬ 
ted  through  the  sample  being  collected  in  the  far  field  by  an 
objective.1'6  Fischer3  has  produced  line  scans  with  a  reflec¬ 
tion  instrument,  but  the  technique  is  only  applicable  to  aper¬ 
tures  in  a  flat  screen,  so  that  positioning  these  apertures 
within  the  near  field  remains  a  problem.  In  contrast,  we  re¬ 
port  the  first  use  of  collection  mode  near-field  scanning  opti¬ 
cal  microscopy  (NSOM),  in  which  the  aperture  is  used  as  a 
receiver  rather  than  as  a  transmitter  to  collect  information 
from  only  a  small  section  of  an  illuminated  sample  (Fig.  1, 
right  side).  This  approach  is  advantageous  for  three  reasons. 
First,  owing  to  the  presence  of  the  incident  wave,  the  geome¬ 


try  for  the  two  modes  is  not  symmetric,  and  indications  sug¬ 
gest  that  the  collection  mode  may  yield  higher  resolution. 
Second,  luminescent  samples  (e.g.,  semiconductor  lasers) 
could  be  readily  imaged  with  the  collection  mode.  Finally, 
the  collection  mode  represents  the  first  step  towards  a  form 
of  reflection  mode  NSOM  in  which  the  light  from  an  exter¬ 
nal  illuminator  is  reflected  off  the  sample  and  collected  by 
the  aperture. 

Several  steps  were  involved  in  constructing  the  present 
instrument  Wavelength  independent  information  exists 
only  when  the  aperture  is  within  the  near  field  relative  to  the 
sample.  Our  numerical  calculations7  indicate  that  an  aper¬ 
ture  to  object  separation  of  =*20  nm  is  needed  for  =*50-nm 
resolution  with  visible  light  The  resulting  vibration  isola¬ 
tion  needs  were  met  with  a  two-stage  air  table  system  and 
sound  absorbing  curtains.  Tunneling  measurements  yielded 
a  residual  vibrational  level  of  =*0.3  nm  in  a  1-Hz  bandwidth 
from  dc.  Subnanometer  positioning  of  the  aperture  relative 
to  the  sample  was  achieved  with  piezoelectric  transducers 
(Fig.  1 ).  The  aperhue  was  moved  vertically  to  within  the 
near  field  using  a  piezoelectric  tube,  and  the  lateral  scan  pat¬ 
tern  was  produced  by  moving  the  sample  with  a  commercial, 
low  hysteresis  stage.*  A  73- W  xenon  arc  lamp  with  an  UV 
cutoff  filter  (400  nm)  provided  uniform  illumination  over 
the  entire  visible  range  to  minimize  standing  wave  effects 
between  the  sample  and  the  aperture  screen.7  The  light  was 
focused  with  a  15  X0.28  numerical  aperture  objective  onto 


FIG.  1.  At  left  »  shown  •  schematic  of  the 
instrument  used  for  collection  mode  neer- 
fldd  scanning  optical  microscopy 
(NSOM).  At  right,  an  expanded  view  is 
shown  of  the  light  transmitted  through  a 
sample  being  collected  in  the  near  geld  by  an 
aperture.  Within  the  near  geld,  spatial  reeo- 
lutioo  is  determined  by  the  aperture  tine, 
which  could  be  at  small  as  50  nm.  In  the  for 
geld  the  resolution  is  wavelength  limited. 
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FIG.  2.  Aluminum  coated  pipette  with  an  outer  diameter  of  800  nm  and  an 
aperture  diameter  of  1$0  nm,  typical  of  thoae  used  for  the  images  in  this 
work. 


the  sample.  Transmitted  light  collected  by  the  aperture  with¬ 
in  the  near  field  was  sent  to  a  photomultiplier  via  an  optical 
fiber.  A  computer  was  used  to  synchronize  the  xy  scan  pat¬ 
tern  to  the  collection  of  intensity  data,  which  appeared  on 
the  monitor  to  form  a  complete  digital  image. 

Two  aspects  of  the  design  merit  special  attention.  To 
scan  recessed  regions  of  rough  surfaces  and  remain  within 
the  near  field,  it  is  necessary  to  produce  an  aperture  within  a 
sharply  tapered  probe.  We  have  accomplished  this  by  pull¬ 
ing  heated  glass  capillaries  past  the  breaking  point.  The  re¬ 
sulting  pipettes  are  evaporated  with  SO  nm  of  aluminum  on 
the  tip  and  200  nm  on  the  sides  to  create  a  structure  which  is 
completely  opaque  except  for  the  central  aperture.  This 
technique  is  rapid,  inexpensive,  and  highly  reproducible.  We 
have  produced  outer  diameters  of  30  nm-30  fim  and  aper¬ 
ture  diameters  of  50  nm-10  /im  by  this  method.  Figure  2 
shows  an  aluminum  coated  pipette  with  an  800-nm  diameter 
and  a  1 50-nm  aperture. 

To  sense  the  surface  and  remain  within  the  near  field,  a 
distance  regulation  mechanism  is  also  needed.  At  present, 
we  have  tried  three  methods.  Tunneling  feedback9  has  been 
used  to  maintain  an  aperture-sample  separation  of  <  1  nm. 
Both  the  sample  and  the  aluminized  pipettes  are  coated  with 
20  nm  of  gold  to  ensure  conductivity  in  this  mode.  The  re¬ 
sulting  images  are  rather  poor  and  contain  numerous 
streaks.  We  speculate  that  the  pipette  may  be  occasionally 
forced  to  push  through  an  insulating  layer  of  absorbed  con¬ 
taminants  to  maintain  a  constant  tunneling  current,  thus 
causing  the  tip  to  drag.  This  problem,  when  coupled  with  its 


slow  speed,  may  restrict  the  applicability  of  tunneling  in 
near-field  microscopy. 

Another  method  to  reach  the  near  field  involves  produc¬ 
ing  images  at  successively  closer  distances  until  the  desired 
resolution  is  obtained.  This  constant  height  mode  is  only 
applicable  to  very  fiat  samples  or  fiat  regions  on  a  rough 
sample.  However,  since  the  speed  is  limited  only  by  the  in¬ 
tensity  of  the  optical  signal,  good  quality  images  are  formed 
quite  rapidly. 

Finally,  in  contact  mode  the  pipette  is  advanced  towards 
the  surface  until  a  tunneling  current  is  measured,  but  no 
feedback  is  used  in  the  ensuing  scan.  Over  flat  samples  the 
pipette  is  apparently  sufficiently  flexible  and  the  contact 
force  sufficiently  low  so  that  neither  the  tip  nor  the  sample  is 
damaged,  and  minimal  streaking  occurs. 

Electron  beam  lithography  was  used  to  fabricate  grat¬ 
ings  to  test  the  resolution  of  the  microscope. 10  A  representa¬ 
tive  grating  is  shown  in  Fig.  3(a),  consisting  of  250-nm- 
wide,  100-nm-high  aluminum  lines  separated  by  250  nm  on  a 
transparent,  100-nm-thick  membrane  of  silicon  nitride.  The 
edge  sharpness  of  these  lines  is  on  the  order  of  200  A.  The 
corresponding  NSOM  micrograph  of  a  similar  grating  is 
shown  in  Fig.  3(b),  where  the  opaque  aluminum  lines  ap¬ 
pear  as  black  stripes.  All  of  the  lines  are  clearly  reproduced. 
The  contact  mode  was  used,  as  is  evident  from  the  slight 
streak  in  the  upper  right  comer  of  Fig.  3  (b) .  A  pipette  simi¬ 
lar  to  that  shown  in  Fig.  2  collected  the  light,  and  an  average 
signal  of  sx  2  pW  was  obtained.  The  complete  512x512  pixel 
image  covering  7.5  X  7.5  fim  was  formed  in  10  min. 

Reproducibility  of  the  instrument,  even  in  the  contact 
mode,  is  demonstrated  in  Fig.  4.  The  two  images  of  the  same 
grating  have  many  common  features,  such  as  slight  modula¬ 
tions  in  the  widths  of  the  lines.  Once  a  pipette  has  been  posi¬ 
tioned  appropriately  over  the  sample,  the  production  of 
good  images  is  quite  routine.  We  have  found  no  limit  on  the 
number  of  scans  which  can  be  performed  with  a  single  pi¬ 
pette.  One  interesting  feature  of  all  the  near-field  images  is 
the  existence  of  strong  intensity  maxima  present  at  the 
comers  of  the  aluminum  lines.  These  may  result  from  high 
local  electric  fields  presumably  due  to  the  high  conductivity 
and  sharp  comers  of  the  aluminum  lines. 

Within  the  near  field,  the  true  resolution  is  determined 
by  the  aperture  size,  since  two  features  separated  by  less  than 
the  aperture  size  will  produce  a  convoluted  intensity  profile. 
On  the  other  hand,  the  sharpness  of  an  isolated  edge  can  be 
significantly  less  than  the  aperture  diameter.  Using  the 


FIG.  J.  ( a )  Scanning  electron  micrograph  of  an  aluminum  test  pattern  on  a 

transparent  silicon  nitride  film,  (b)  Near-Held  optical  micrograph  of  a  simi-  FIG.  4.  Two  successive  scans  of  the  same  grating  demonstrate  the  r^produc- 

lar  grating.  ibility  of  the  instrument  operating  in  the  contact  mode. 
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FIG.  5.  Two  images  of  the  same  grating  taken  at  a  height  of  =■  600  nm  with 
aperture  sizes  of  (a )  =» 600  nm  and  ( b )  a  1 50  nm  demonstrate  the  effect  of 
aperture  size  on  resolution. 


12%-S8%  transmission  points  as  a  criterion  and  assuming 
the  collected  intensity  is  proportional  to  the  third  power  of 
the  unoccluded  aperture  area,"  an  edge  sharpness  of  0.42 
diameters  is  expected.  Sections  taken  through  the  NSOM 
images  yield  an  average  edge  sharpness  of  120  nm,  although 
features  as  small  as  70  nm  can  be  found.  From  Figs.  3  and  4, 
the  true  resolution  is  clearly  better  than  250  nm.  Further 
claims  concerning  the  true  resolution  await  the  production 
of  finer  gratings. 

To  test  the  effect  of  the  aperture  size  on  the  resolution, 
two  images  of  the  same  grating  were  taken  with  apertures  of 
different  sizes.  For  Fig.  5(a),  an  =*600-nm  aperture  was 
produced  by  using  a  pipette  similar  to  that  shown  in  Fig.  2, 
except  that  the  aluminum  evaporation  of  the  flat  tip  was 
omitted,  so  that  the  entire  tip  served  as  an  aperture.  For  Fig. 
5(b),  the  tip  evaporation  was  included  to  produce  an  at  150- 
nm  aperture.  In  both  cases,  the  scans  were  taken  in  the  con¬ 
stant  height  mode  at  a  distance  of  at  600  nm.  A  comparison 
of  the  images  indicates  that  the  resolution  is  indeed  depen¬ 
dent  upon  aperture  size. 

Finally,  to  demonstrate  the  effect  of  the  aperture  to  sam¬ 
ple  separation  on  the  resolution,  a  series  of  images  was  ob¬ 
tained  as  the  pipette  approached  the  surface.  In  Figs.  6(a) 
and  6(b),  where  the  separations  were  780  and  330  nm,  re¬ 
spectively,  the  resolution  is  limited  by  the  separation.  In  Fig. 
6(c),  the  height  of  the  pipette  was  equal  to  the  presumed 
aperture  size  of  150  nm,  and  hence  the  image  represents  the 
situation  at  the  outer  fringe  of  the  near  field.  The  resolution 
and  edge  sharpness  in  this  case  is  only  slightly  poorer  than  in 
the  contact  scan  in  Fig.  6(d),  where  the  resolution  is  deter¬ 
mined  solely  by  the  aperture  size. 

Currently  we  are  working  to  extend  these  results  by  pro- 


FIG.  6.  Images  generated  at  aperture  to  sample  separations  of  approximate¬ 
ly  (a)  780  nm,  (b)  330  nm,  (c)  130  nm,  and  (d)  in  contact  demonstrate  the 
effect  of  the  separation  on  the  resolution.  Differences  between  (c)  and  (d) 
are  small,  since  the  separation  is  comparable  to  the  aperture  size  in  (c). 

ducing  smaller  apertures  and  finer  gratings.  To  permit  near¬ 
field  scanning  over  rough  surfaces,  a  feedback  mechanism 
based  on  capacitance  microscopy12  is  also  being  developed. 
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Near-field  diffraction  by  a  slit:  implications  for 
superresolution  microscopy 


Eric  Betzig,  A.  Harootunian,  A.  Lewis,  and  M.  Isaacson 


The  transmission  of  light  through  an  infinite  (lit  in  a  thick  perfectly  conducting  screen  is  investigated.  The 
spatial  distribution  of  the  near-field  energy  flux  is  determined  through  the  formulation  of  four  coupled 
integral  equations,  which  are  solved  numerically.  Transmission  coefficients  calculated  by  this  method  are  in 
agreement  with  those  determined  by  an  alternative  formulation.  The  results  theoretically  demonstrate  the 
feasibility  of  near-field  superresolution  microscopy,  in  which  the  collimated  radiation  passed  by  an  aperture  is 
used  to  circumvent  the  diffraction  limit  of  conventional  optics,  and  further  suggest  the  feasibility  of  near-fleld 
superresolution  acoustic  imaging. 


I  ■  ■ - ■  -  «■ - 

raoaucuon 

The  transmission  of  radiation  through  small  aper¬ 
tures  has  been  investigated  for  a  number  of  years. 
Bethe1  treated  the  case  of  diffraction  by  a  round  hole  in 
an  infinitely  thin  perfectly  conducting  screen  in  the 
limit  where  the  hole  was  small  compared  to  the  wave¬ 
length  and  considered  the  applicability  of  his  solution 
to  frequency  behavior  and  power  flow  in  microwave 
cavities.  More  recently,  research  in  aperture  diffrac¬ 
tion  has  been  aimed  at  obtaining  a  better  understand¬ 
ing  of  the  effects  of  nuclear-induced  electromagnetic 
pulses.2  However,  these  studies  have  not  dealt  with 
the  near-fleld  spatial  distribution  of  radiation  trans¬ 
mitted  past  the  aperture.  The  development  by  Ash 
and  Nicholls3  of  a  scanning  microwave  microscope 
with  X/60  resolution  provides  the  incentive  to  apply 
aperture  diffraction  theory  to  a  new  problem:  the 
determination  of  the  practical  limits  of  near-fleld  su¬ 
perresolution  microscopy.  Although  in  this  paper  we 
will  consider  the  specific  case  of  optical  microscopy, 
the  results  are  applicable  to  other  regimes  of  the  elec¬ 
tromagnetic  spectrum. 

In  the  near-fleld  microscope,  an  illuminated  subwa¬ 
velength  aperture  is  used  as  a  light  source.  This  aper¬ 
ture  is  then  placed  within  the  near  field  relative  to  an 
object,  and  an  image  is  generated  by  scanning  the 
aperture  relative  to  the  object  (see  Fig.  1).  From  a 
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theoretical  standpoint,  the  most  interesting  questions 
concern  the  degree  of  collimation  of  the  radiation  im¬ 
mediately  past  the  screen  and  the  rate  of  spreading  of 
the  radiation  farther  from  the  screen,  which  would 
determine  the  resolution  capabilities  and  positioning 
requirements  of  a  superresolution  instrument.  To  ad¬ 
dress  these  questions,  a  2-D  aperture  model  will  be 
considered,  i.e.,  an  infinite  slit  in  a  thick  screen  of 
perfect  conductivity. 

The  infinite  slit  geometry  has  already  been  consid¬ 
ered  by  a  number  of  researchers.  Harrington  and 
Auckland4  have  analyzed  the  problem  using  the  meth¬ 
od  of  moments  and  developed  a  simple  equivalent 
circuit  in  the  narrow  slit  limit  (width  «\).  However, 
their  results  are  concerned  primarily  with  transmis¬ 
sion  coefficients  rather  than  the  spatial  distribution  of 
the  radiation.  Neerhoff  and  Mur3  have  used  a  Green’s 
function  formulation  for  the  problem.  Indeed  their 
derivation  will  be  used  for  the  analysis  here  and  is 
summarized  below.  The  difference  between  this  work 
and  that  of  Neerhoff  and  Mur  lies  in  the  manner  in 
which  the  model  is  applied.  First,  the  smallest  slits 
considered  by  Neerhoff  and  Mur  were  ~X/2  in  width, 
whereas  much  smaller  slits  (width  at  X/10)  are  of  inter¬ 
est  in  superresolution  applications.  Second,  although 
the  authors  compare  the  electromagnetic  field  ampli¬ 
tudes  in  the  plane  of  the  slit  with  similar  amplitudes 
farther  from  the  screen,  the  down-screen  distances 
chosen  for  comparison  are  generally  beyond  the  range 
of  collimation  as  determined  by  the  more  thorough 
calculations  included  in  this  work.  Finally,  when  con¬ 
sidering  illumination  for  microscopic  or  photolitho¬ 
graphic  applications,  the  energy  flux  transmitted  by 
the  slit  is  of  greater  physical  significance  than  are  the 
field  amplitudes  calculated  by  Neerhoff  and  Mur. 

In  short,  the  theoretical  development  of  Neerhoff 
and  Mur  will  be  used  to  find  the  fields  at  the  bound- 
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Fig.  1.  Geometry  of  the  near-field  scanning  optical  microscope. 
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Fig.  2.  Model  for  diffraction  by  a  slit  in  a  thick  screen. 


ariea  of  a  number  of  narrow  slits,  and  these  Helds  will 
then  be  used  to  calculate  the  spatial  distribution  of  the 
transmitted  energy  flux  within  the  new  Held.  To 
check  the  consistency  of  the  results,  transmission  coef- 
Hcients  will  be  calculated  and  compared  to  the  findings 
of  Harrington  and  Auckland.  The  implications  of  the 
results  for  superresolution  microscopy  will  then  be 
discussed. 

I.  Theoretical  Development 

A.  Initial  Formulation 

The  following  formulation  summarizes  the  work  of 
Neerhoff  and  Mur.  The  notation  used  has  also  been 
largely  adopted  from  that  work. 

The  configuration  appropriate  for  the  formulation 
of  the  problem  is  shown  in  Fig.  2.  The  slit,  with  width 
2a,  is  chosen  parallel  to  the  y  axis  and  is  contained  in  a 
screen  of  thickness  b.  The  space  surrounding  the  slit 
is  divided  into  three  regions.  Region  I  (lx  I  <  ® ,  ly  I  <  ® , 
b  <  z  <  <*>)  contains  the  space  above  the  slit  and 


includes  the  incident  electromagnetic  wave.  Region  II 
(|x  I  <  a,  (y  I  <  a>,  0  <  z  <  b)  contains  the  space  inside  the 
slit.  Finally,  region  III  (|x|  <  <*>,  lyl  <  «,  — «  <  z  <  0) 
contains  the  space  below  the  slit  and  includes  the 
transmitted  wave.  Different  dielectrics  can  exist  in 
the  different  regions. 

The  incident  plane  wave  in  region  I  propagates  in 
the  x-z  plane  at  an  angle  6  with  respect  to  the  z  axis. 
The  magnetic  Held  is  assumed  to  be  time  harmonic  and 
both  polarized  and  constant  in  the  y  direction: 

H (x,yj,t)  «  U(za)  exp(-iwt)ir  (1) 

These  restrictions  are  placed  for  two  reasons.  First, 
elementary  waveguide  calculations  indicate  that  at 
least  one  propagating  mode  exists  for  this  polarization, 
no  matter  how  narrow  the  slit.  Hence  the  arrange¬ 
ment  is  of  physical  interest,  since  large  transmission 
coefflcients  can  be  anticipated.  Second,  Maxwell’s 
equations  can  he  used  to  find  the  electric  Held  from 
U(xj): 


E,(x*)---d,U(x*Y, 

OX 

(2a) 

Ey(xj)  ■  0; 

(2b) 

E,(xj)  - -d'Ulxj). 

OX 

(2c) 

Thus  the  restrictions  in  Eq.  (1)  reduce  the  diffraction 
problem  to  one  involving  a  single  scalar  Held  in  only 
two  dimensions. 

The  field  is  represented  by  Uj(xj)  O'  *  1,2,3)  in  each 
of  the  three  regions.  The  time  harmonic  behavior 
indicates  that  the  Held  satisfies  the  Helmholtz  equa¬ 
tion: 

(VJ  +  kj)Uj  -  0  0  »  1,2,3).  (3) 

In  region  I  the  Held  is  further  decomposed  into  three 
components: 

(/,(*-*>  -  l/W)  +  m.xa)  +  l^(xx),  (4) 

each  cf  which  satisfies 

(V*  +  -  0.  (5) 

IP  represents  the  incident  Held,  which,  for  simplicity, 
is  assumed  to  be  a  plane  wave  of  unit  amplitude: 

lP(xj)  ■  sirf  —  z  corf))  l#l  <  r/2.  (6) 

Ur  denotes  the  Held  that  would  be  reflected  if  there 
were  no  slit  in  the  screen  and  thus  satisfies 

l r(xjt)  -  U*(x,2b  -  z).  (7) 

Ud  describes  the  diffracted  Held  in  region  I  due  to  the 
presence  of  the  slit. 

For  a  perfectly  conducting  screen,  the  tangential  E 
vanishes  at  the  surface  so  that 

dnU  -  0  at  the  conductor  surface,  (8) 

where  n  is  the  normal  vector  at  the  surface.  Further 
boundary  conditions  result  from  assuming  that  the 
diffracted  Helds  vanish  at  infinity: 
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Fig.  3.  Regions  of  integration  used  for  the  boundary  value  problem. 

I 

f/d,t/3  -*  oil/R)  as/i  —  (9a) 


daUidnUi  “*  o(UR)  asR  —  ».  (9b) 

The  final  boundary  conditions  are  valid  at  the  upper 
and  lower  slit  boundaries: 

(/1(x^)li_4.  -  t/,(*ti)lj-6-  for  III  <o;  (10a) 

continuity  of  tangential  H 
for  III  <  a;  (10b) 


(2d1(/l(i,r)lj_t,  -  «1dll/2(x,z)lt_j_  for  Ixl  <  a;  (11a) 

continuity  of  tangential  E 
■  «2a,l/3(x,z)li_<r  for  Ixl  <  a.  (lib) 


With  the  above  set  of  equations  and  boundary  con¬ 
ditions,  a  unique  solution  exists  for  the  diffraction 
problem. 

I  B.  Development  of  Integral  Reid  Representations 

To  find  the  field,  the  2-D  Green’s  theorem  is  applied 
with  one  function  given  by  l/(x,z)  and  the  other  by  a 
standard  Green’s  function: 


(VJ  +■  k*)Gj  m  —S(x  —  x'j  —  z')  O'  -1.2,3).  (12) 

where  (xj)  refers  to  a  field  point  of  interest,  and  x',z' 
are  integration  variables.  Since  Uj  satisfies  Eq.  (3), 
Green’s  theorem  reduces  to 

U(u)  •  [  ( Gd„U-UdnG)dS ,  (13) 

■/Boundary 

where  the  boundaries  are  shown  in  Fig.  3. 

By  virtue  of  Eq.  (8),  more  is  known  about  dnU  at  the 
boundaries  than  is  known  about  U  itself.  Hence  we 
impose  boundary  conditions  on  G: 


a«Gi(*-*>U»*  *  0 

for  lx  1  <  «•; 

(14a) 

dfi3(xj)\t^-  -  0 

for  Ixl  <  «•; 

(14b) 

V?*<*.*>U.-  -  0 

for  0  <  z  <  b; 

(14c) 

-  0 

for  0  <  z  <  b. 

(14d) 

Furthermore,  Gi  and  (73  must  satisfy  the  Sommerfeld 
radiation  condition: 

GvG3{r,t)  i  exp[-t(wl  -  k  -  r)J  as  lr|  —  «.  (15) 

The  equations  of  this  section  permit  complete  evalu¬ 
ation  of  the  three  Green’s  functions.  In  regions  I  and 


III  we  find 

G,(x.zy cV)  -  |  [tf£\k,R)  +  /C<M')1,  (16a) 

G3(x,z-, xV)  =■  j  lH<0l,(fe3 R)  +  WW)},  (16b) 

where 

R  -  >J(x  -  x')4  +  (x  -  x')2,  (17a) 

R1  -  \j(x  -  x’)1  +  (z  +  z’  -  2b)2,  (17b) 

R’  -  V(x  ~  x')2  +  U  +  x')2.  (I7c) 


In  region  II,  the  method  of  images  can  be  used.  The 
result  is  given  by  Morse  and  Feshbach6: 

Gj(x^pr'x')  -  -d-exp(<>0|x  -  x'l)  +  £  £  T» 

'°  m-l 


X  expGym  |x  —  x'l),  (18) 

where 

*  \J*l~  (^)2  R*(7m)  SO  Im(ym)  >  0.  ( 19) 

With  these  explicit  representations  for  G  and  the 
boundary  conditions  on  both  G  and  U,  the  integral 
representation  for  U  given  in  Eq.  (13)  can  be  simpli¬ 
fied.  Furthermore,  with  the  continuity  conditions  at 
the  slit  boundaries,  U  can  be  written  exclusively  in 
terms  of  U2  and  dtU2  at  these  boundaries.  We  find 

U'W)  -  -  ^  Gx{xj-,x',b)DUb(x’)dx' 

for  ft<x<~,  (20a) 


l/3(x^)  -  |  G3(xx\x',0)DU0(x')dx' 

for  -®  <  z  <  0,  (20b) 


l/2(x,z)  -  -  |  [G2(x^yc',0)Dt/0(x') 

-  t/0(x')a,.G2(x^pc',x')l,_0*l<fx 
+  j  [G2(xj\x,b)DUb(x') 

-  l/6(x')3,.G2(x,x;x',x')lI_rl<f* 

for  lx  I  <  a  and  0  <  z  <b,  (20c> 
where  the  boundary  fields  are  defined  by 
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(21a) 


U0(x)  *  (21a) 

Dl/0(*)  =  a,(/2(x,*)li-fl,.,  (21b) 

Ub(x)  *  U2(xx) |^_,  (21c) 

DUb(x)  *  d,U2(xj)\^b..  (21d) 

Hence  the  field  can  be  found  at  any  desired  point 
once  the  four  unknown  functions  in  Eqs.  (21)  have 
been  determined.  The  evaluation  of  these  functions  is 
discussed  below. 

C.  Development  of  Integral  Equations  for  the  Boundary 
Functions 

A  set  of  four  integral  equations  is  needed  to  de¬ 
termine  completely  the  boundary  functions.  These 
equations  result  immediately  from  application  of  the 
continuity  equations  (10)  and  (11)  to  the  field  equa¬ 
tions  (20)  at  the  slit  boundaries.  We  find 


2lTb(x)  -  Ub(x)  -  |°  ^SjGl(x,bjc',b)DUi{X')dx' 
U0(x)  -  f  ^  G3(x,0X,0)DUa(x')dx' 


for  |x  I  <  a,  (22a) 


for  I*  I  <  a,  (22b) 


i  Ub(x)  -  -  I"  [C2(x,bXMDU0(x') 


-  Ua(x')d,  G2(x,b\x' X)\t^\dx’ 

+  (  G2(x,b-rx',b)DUb(x')dx'  for  |i(  <  a,  (22c) 


|  U0(x)  -  J"  [G2(x,0-X,b)DU„(x') 


where 


U„(x')d,.G2(x,OXS)\^b-)dx' 

["  G2(x,OX,0)DU0(x')dx'  for  lx  I  <  o,  (22d) 


(75,(1)  *  exp((fe[(i  sinS  -  6  corf)]  Ifll  <  ■- 


These  coupled  equations  for  the  four  boundary  func¬ 
tions  will  be  solved  numerically  in  the  following  sec¬ 
tion. 

D.  Approximate  Solution  of  the  Integral  Equations 

To  demonstrate  the  technique  that  will  be  used  to 
solve  the  system  in  Eqs.  (22),  we  consider  Eq.  (22a). 
The  integral  in  this  expression  is  first  divided  into  N 
subintervals  of  width  2a/ N,  each  with  a  central  point  xy 
given  by 

20  ('"1) 

X.  -  V,  -l  -a  j-  1.2.. .  ,JV.  (24) 

1  N 

Furthermore,  only  the  field  at  the  midpoint  x*  of  each 
subinterval  will  b  considered.  Hence  we  have 


2  L\(xk)  -  (/„(**)  =  £  (A  j  Gl(x„,bXb)DUb{x')dx' 


+  (— ^  Gx(xk,bX.b)DUb(x')dx'.  tJ;) 


The  fcth  integral  is  written  independently  since  it  con¬ 
tains  the  point  x*  corresponding  to  the  singularity  in 
G:{xk,b;x',b)  as  x'  —  x*. 

Equation  (25)  can  be  further  reduced  by  applying 
the  first  mean  value  theorem  to  the  N  -  1  subintervals 
Cj  and  the  second  mean  value  theorem  to  the  subinter¬ 
val  C*.  This  yields 

N 

2lfb(xk)  -  Ub(x„)  =■  X  Jf 


•-[[  G 
H  Lie* 


x(xk.bX.b)dx'  p(/6((*).  (26) 


The  above  expression  is  still  exact  for  some  unknown 
set  of  N  points  fy,  each  within  its  own  corresponding 
domain  Cj.  However,  an  approximation  is  now  intro¬ 
duced  to  simplify  the  result.  In  particular,  when  the 
number  of  subintervals  N  becomes  large,  £y  can  be 
estimated  by  the  midpoint  of  each  interval: 


so  that 


2Uib{xi)-Ub(xk)*'£,[JDUb(Xj)  *  «  1,2,. .  JV,  (28) 
>•1 


where 


J7adx»bixi’b) 


forj  rt  k,  (29a) 


»L  -  ~  f  Gx(xb,bX,b)dx’  (29b) 

fj  ICk 

Equation  (28)  can  be  written  in  matrix  form: 

2D),  -Ob-  SlDtJb,  (30) 

where  the  components  of  the  vectors  are  given  by 

(01),  -  (/•»(*,)  j  -  i,2„ .  .JV  (31) 

with  similar  expressions  for  ClbJD&b  (and  DqJ)Uo  later 
on).  The  matrix  elements  are  found  from  the  explicit 
representation  of  G 1  given  in  Eq.  (16a): 

»*,  “  ‘  ^  Hi1’  jj-  !*  -;  l^  for  j  *  k;  (32a) 

The  Struve  functions  Ho  and  Hi  result  from  an  integra¬ 
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tion  of  the  Hankel  function  H\})  about  its  singularity  as 
outlined  by  Abramowitz  and  Stegun.7 

Application  of  this  same  technique  to  the  integral  in 
Gq.  (22b)  yields  a  second  matrix  equation: 

CJ0  -  S mD(J0,  (33) 

where 


..in , 


•a  -  i 


for  j  i*  k, 


(34a) 


(34b) 


Note  that  S111,  like  S1,  has  only  N  independent  ele¬ 
ments  and  hence  can  be  readily  calculated. 

Finally,  the  integrals  in  Eqs.  (22c)  and  (22d)  can  be 
similarly  approximated.  After  considerable  calcula¬ 
tion,  we  obtain 

\ Ub  -  -R uDO0  +  D“Cr0  4-  S"DUb,  (35a) 

%Ua  -  -S "DO0  +  DuCrj  +  R"DOb,  (35b) 

where 


r"J  “  ^  «P(«V)  +  e,p(il"w' 


(36a) 


~  exp(iy0b)  +  X  T"  exp(i7m6). 


(36b) 


s"  ,  _L_  +  _L  V  ±  p* 
J  2N7o  N  l  ym  »* 


(36c) 


2.V  fmxO- 1/2)1  fmir(fc- 1/2)1  •  /"»r\ 

^  ™  C0S  [ - TV - J  C°S  L - N - J  8m  (W)  ' 


(36d) 


To  improve  the  convergence  in  Eqs.  (36a)-(36c),  the 
second  mean  value  theorem  was  used  on  all  Nsubinter- 
vals. 

To  summarize,  the  approximation  in  Eq.  (27)  lias 
been  used  to  transform  the  four  coupled  integral  equa¬ 
tions  in  Eqs.  (22a)-(22d)  into  the  four  coupled  matrix 
equations  in  Eqs.  (30),  (33),  (35a),  and  (35b).  The 
remaining  goal  is  to  solve  this  system  for  the  vectors 
Cl0,  Ob,  DUo,  and  DUb  which  represent  the  values  of  the 
previously  unknown  boundary  functions  at  N  distinct 
points.  Toward  this  end,  Oo  and  Ub  can  be  eliminated 
from  the  system  to  give  a  single  2N  X  2 N  matrix 
equation: 

A  •  5  -  C,  (37) 


(DUSIU  -  Ru)^  „ 

for  m,nf|l,2 . TV), 

(38a) 

(S11  + 

for  m(|l,2 

. .  .,7V;  nt\N  +  i„v  +  2 . 27V;, 

(38b) 

(S"  +  % 

I  for  m<\N+  1 JV  +  2 . 2iVj  n<il,2,. .  .^Vj, 

(38c) 

l(DnS,-R'V.v.,-.v 

for  m,ru\N  +  1,7V  +  2,.  .  ,,2Ar|, 

(38d) 

f  IDCW- 

for  o<|l,2,  .  „7V|, 

(38e) 

for  nt\N  +  UV  +  2 . 2N|, 

(380 

fo-  n<|l,2,. .  .JV1, 

(38g) 

(2D"t>6)nHV 

for  ru\N  +  1  y  +  2 . 27V). 

(38h) 

Since  A  and  C  are  composed  completely  of  known 
elements,  the  unknowns  DO0  and  DUb  can  be  readily 
determined.  Substitution  into  Eqs.  (35a)_and  (35b) 
then  determines  the  remaining  unknowns  Uq  and  Ub- 
In  other  words,  by  formulating  the  problem  in  the 
language  of  linear  algebra,  a  discrete  solution  has  been 
found  for  the  complete  diffraction  problem.  As  the 
number  of  subdivisions  N  increases,  this  discrete  solu¬ 
tion  should  approach  the  true  continuous  solution. 

There  are  several  advantages  to  the  method  outlined 
here.  First,  the  accuracy  of  the  results  can  be  in¬ 
creased  without  altering  the  basic  algorithm  by  in¬ 
creasing  the  number  of  subintervals.  Second,  the  va¬ 
lidity  of  the  solution  is  not  limited  to  the  narrow  slit 
limit.  Finally,  the  electromagnetic  fields  and  energy 
flux  can  be  determined  using  the  simple  numerical 
approach  now  to  be  described. 


E.  Determination  of  the  Near-Field  Energy  Flux 
When  considering  a  slit  as  a  light  source  for  super- 
resolution  microscopic  applications,  the  degree  of  col- 
limation  of  the  radiation  transmitted  into  region  III  is 
of  great  significance.  Hence  the  expressions  below 
deal  with  quantities  only  in  this  region,  although  the 
same  method  can  be  used  to  find  the  fields  in  regions  I 
and  II  as  well. 

The  first  mean  value  theorem  can  be  applied  to  the 
integral  expression  for  the  field  in  Eq.  (20b).  If  the 
approximation  in  Eq.  (27)  is  then  employed  and  the 
Green’s  function  is  written  in  explicit  form,  we  find 

3\j(x  -  x;)J  +  *J](Dl/0),*y,  (39a) 

<2  >-i 

where  the  components  (DUo)j  are  found  by  determin¬ 
ing  5  in  the  matrix  equation  (37).  From  Maxwell’s 
equations  we  then  know 


Ex(xj) 


—  _ i _ 

N  **  U  v<*  -  *,)’  +  *5 


-  i,)*  +~?}(DD0)r  (39b i 


where 


Ey{xj)  -  0, 


(  !9c> 
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(46a) 


lV  e2  jrf  v'(x  - x,)2  +  z2 

Hill[*3V/U  - 1,)2  +  22}(DV<3)i.  (39d) 

For  field  points  very  close  to  the  screen,  the  second 
mean  value  theorem  is  needed  to  avoid  the  singulari¬ 
ties  in  the  Hankel  functions. 

Finally,  it  is  desirable  to  present  the  radiation  colli- 
mation  data  in  the  form  of  energy  flux,  since  it  is  the 
intensity  distribution  that  determines  the  resolution 
in  near-field  microscopy.  Hence  the  time  averaged 
Poynting  vector  (S>  is  the  quantity  of  interest.  For 
time  harmonic  fields,  we  find 

<S>  - (E  X  H*  +  E*  X  H)  -  Re(E  X  H*).  (40) 


I3{ x'.x")  »  lim  G3(x,z;x", 0)d,G’3{x, z:x',0)di, 

r— O'  J-a 

It(x\ X")  *>  lim  j  ^G3(x,z;x/',0)G'3(x,z;x,,0)dx.  (46b) 

z^0~ J-a 

When  the  explicit  form  for  G3  is  inserted,  i3  and  /<  can 
be  evaluated  analytically.  It  is  found  that 

h  “  ^•Hol,(*3U'-*''l),  (47a) 

Ii-~±Hg'(k3\x'  -x'!).  (47b) 

Substitution  of  these  expressions  into  Eq.  (45)  and 

subsequent  manipulation  of  DUo  and  DU"0  lead  to  the 
final  form  of  the  transmission  coefficient: 


Furthermore,  since  the  object  to  be  resolved  will  lie  in  a  T  m  V  V  j  f  ^  _  ■  A 

plane  parallel  to  the  screen  containing  the  slit,  we  are  °\N  ‘  J 

most  interested  in  the  energy  flux  through  such  a  plane 

and  thus  concern  ourselves  primarily  with  <S* ) .  Last,  x  )]Re[(Df/ ) ) 

the  flux  should  be  normalized  to  the  incident  flux  0  ‘  0  ’ 

determined  from  Eq.  (6).  This  yields  +  lm[(O0,0)j]Im[(£)f;0)j]|  (48) 


s>  R  ..  .  where  Jo  represents  the  zeroth-order  Bessel  function. 

iT  ~  ^  The  elements  (DU0)  i  are  obtained  immediately  when 

the  system  is  solved  and  Jo  is  analytic,  so  that  the 
F.  Determination  of  Transmission  Coefficients  transmission  coefficient  is  easily  obtained. 


Although  the  normalized  transmission  coefficient 
for  a  particular  geometry  could  be  calculated  by  inte¬ 
grating  the  above  expression  over  the  lower  edge  of  the 
slit,  an  expression  which  is  more  tractable  numerically 
can  be  obtained  by  manipulating  the  integral  expres¬ 
sion  for  Ex  and  Hy.  This  is  demonstrated  below. 

Integration  of  the  normalized  flux  over  the  slit  de¬ 
termines  the  transmission  coefficient: 

Using  the  exact  integral  forms  of  Ex  and  Hy  yields 


Mltmurlr  si  ■  n  .«■ 

NUnMnCw  Mv^OQS 

The  accuracy  and  range  of  validity  of  this  model  are 
limited  solely  by  the  number  of  subdivisions  N  used 
in  approximating  the  integral  equations  as  a  matrix 
equation.  In  particular,  G3  in  the  analog  of  Eq.  (25)  is 
approx,  constant  over  the  intervals  Cy,  and  hence  the 
first  mean  value  theorem  can  be  applied  only  if  the 
argument  of  the  Hankel  function  in  G3  is  approximate¬ 
ly  constant.  Hence,  from  Eqs.  (17),  we  must  have 


where 


T’  lim  iwj. 

4A,a>2  cos $  ,-o- 


j‘  dx||J°  d,G3(x,z;x'',0)D(/0(x')dx'j 
x  £  j  G3(xj\x',Q)DU"0(x')<ix'  j  J, 

/2-  j '  dxj|j‘  dtG\(xj\x’fl)Dlf0(x')dx- j 


X  £  j  G3(x.z;x',0)Dl/0(x')<ix'j  j.  (44b) 

After  several  changes  in  the  order  of  integration,  these 
expressions  reduce  to 

T  "  ,  “v  — I  f  <Jx’DUn(x')  f  dx'Dl/*0(x')[/4  -  /J,  (45) 
4*,a«$  cow  )-•  )-a 

where 


for  the  approximations  to  be  valid.  Following  the 
example  of  Neerhoff  and  Mur,  IV  *  30  was  used  to 
evaluate  our  boundary  functions,  so  that  the  results 
could  be  applied  to  find  the  energy  flux  at  distances 
>  1/30  of  the  slit  width  beyond  the  screen.  The  result¬ 
ing  60  X  60  matrix  equations  were  solved  using  Gauss¬ 
ian  elimination.  The  solution  was  checked  for  nu¬ 
merical  accuracy  by  backsubstitution  into  the  matrix 
equation  and  was  found  to  yield  differences  in  the 
components  of  C  of  less  than  one  part  in  105. 

IV.  Comparison  of  Transmission  CostAdents 

The  first  objective  of  this  study  was  to  check  the 
consistency  of  the  results  by  comparing  the  trans¬ 
mission  coefficients  determined  from  the  integral  ap¬ 
proach  of  Neerhoff  and  Mur  with  th.  ie  obtained  by 
the  method  of  Harrington  and  Auckland.  Toward  this 
end,  Eq.  (48)  was  used  to  calculate  T  for  four  different 
slit  widths  and  a  variety  of  screen  thicknesses.  The 
results  are  shown  in  Fig.  4. 
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From  this  figure,  it  is  seen  that  the  transmission 
resonances  of  A/2  periodicity  predicted  by  Harrington 
and  Auckland  are  reproduced.  Furthermore,  the  reso¬ 
nance  positions  are  very  similar,  and  the  peaks  heights 
are  in  agreement  with  the  expression 

T  *  -r-  at  resonance  (50) 

ka 

developed  by  Harrington  and  Auckland  in  the  narrow 
slit  limit.  In  short,  the  excellent  agreement  between 
these  two  disparate  methods  lends  confidence  to  the 
validity  of  our  results. 


TWcftiwMlAl 

Fig.  4.  Transmission  coefficients  for  X  -  5000-A  radiation  as  a 
function  of  screen  thickness  for  slits  of  X/2.5,  X/5,  X/10,  and  X/20 
widths. 


V.  Results  and  Implications 

A.  Near-Reid  Scanning  Optical  Microscopy  (NSOM) 

To  determine  the  degree  of  collimation  within  the 
near  field,  the  boundary  functions  corresponding  to 
the  initial  resonant  thicknesses  of  Fig.  4  were  used  to 
calculate  the  energy  flux  in  planes  parallel  to  the 
screen.  The  results  are  shown  in  Figs.  5  for  four  differ¬ 
ent  slit  widths  (A/2.5— A/20).  From  these  curves,  the 
full  width  at  half-maximum  (FWHM)  of  the  energy 
flux  perpendicular  to  the  screen  was  determined  as  a 
function  of  the  distance  from  the  screen.  These  re¬ 
sults  are  in  Fig.  6. 

From  the  data  in  Figs.  5  and  6,  it  is  possible  to 
estimate  the  feasibility  of  near-field  microscopy  at 
optical  wavelengths.  First,  we  note  that  the  outward 
traveling  radiation  is  collimated  to  exactly  the  slit 
width  at  the  edge  of  the  screen.  This  is  a  direct  conse¬ 
quence  of  the  perfect  conductivity  assumption  but  is 
likely  to  hold  in  a  realistic  situation  involving  thin 
metal  films  of  sufficient  opacity.  Hence  the  basic 
concept  of  superresolution  microscopy  remains  valid: 
the  light  passing  through  an  aperture  in  an  opaque 
screen  can  be  used  to  define  a  subwavelength  light 
source,  which  can  then  be  used  to  generate  an  image  by 
scanning. 

Further  analyses  of  Figs.  5  and  6  indicate  the  practi¬ 
cal  difficulties  inherent  in  near-field  microscopy  due  to 
the  divergence  of  the  radiation  past  the  slit.  As  an 
approximate  criterion,  the  FWHM  of  the  radiation 
distribution  is  no  more  than  20%  greater  than  the 
geometric  projection  of  the  slit  at  a  distance  of  approx¬ 
imately  half  the  slit  width.  In  the  visible  regime  (X  » 


Fig.  5.  Distributions  of  S„  the  component  of  the  '  srgy  flux  normal  to  the  screen,  transmitted  by  slit*  of  width  (A)  X/20;  (B)  X/10;  (C)  X/5.  (D) 

X/2.5  for  X  ■  5000- A  radiation. 
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Fig.  6.  Rate  of  spreading  of  X  »  5000-A  radiation  past  the  screen  as 
determined  by  the  FWHM  of  S,  for  slits  of  X/2.5,  X/5,  X/10,  and  X/20 
widths. 


5000  A),  this  implies  that  an  aperture  must  be  placed 
within  200  A  relative  to  a  surface  to  obtain  an  image 
with  =*500- A  resolution.  If  we  wish  changes  in  the 
detected  light  intensity  to  be  due  to  variations  in  opti¬ 
cal  properties  of  the  sample,  the  sharp  decrease  in  the 
peak  flux  as  a  function  of  distance  places  a  further 
constraint  on  the  precision  of  the  aperture  positioning. 
When  scanning  over  low-contrast  samples  such  as  bio¬ 
logical  specimens,  this  suggests  that  a  positioning  ac¬ 
curacy  of  =*20  A  must  be  maintained  to  achieve  =*  500- 
A  resolution  using  visible  light. 

These  conclusions  clearly  illustrate  the  technical 
challenges  inherent  in  extending  the  microwave  re¬ 
sults  of  Ash  and  Nicholls  to  the  optical  regime.  How¬ 
ever,  due  to  recent  developments  in  micropositioning 
technology  such  as  seen  in  the  scanning  tunneling  mi¬ 
croscope8  and  the  capacitance  microscope,9  even  the 
strict  requirements  of  near-Held  optical  microscopy 
can  be  met.  Indeed,  by  employing  micropositioning 
technology,  we  have  already  developed  a  prototype 
microscope,  the  near-field  scanning  optical  microscope 
(NSOM).1011  With  this  instrument  we  have  obtained 
better  than  1000-A  resolution  using  a  light  source  with 
A  »  5000  A,  thus  circumventing  the  conventional  dif¬ 
fraction  limit.  Fischer12  and  Pohl  et  al.13  have  also 
worked  on  the  problem  of  near-field  optical  imaging 
and  have  similarly  concluded  that  subwavelength  reso¬ 
lution  is  achievable.  In  addition  Massey  et  alu  have 
investigated  the  IR  case,  where  the  positioning  re¬ 
quirements  are  less  severe  because  of  the  larger  wave¬ 
lengths  used. 

Although  half  of  the  slit  width  can  be  used  to  provide 
an  estimate  of  the  collimation  distance,  it  is  also  clear 
from  Fig.  6  that,  even  when  the  distance  is  scaled  to  the 
slit  width,  the  radiation  tends  to  diverge  more  rapidly 
as  the  width  decreases  particularly  for  the  smaller 
widths.  Hence  the  apertures  used  for  NSOM  should 
not  be  made  so  small  as  to  prohibit  positioning  of 
the  sample  within  the  collimated  near  field.  Limits  on 
signal  detection  capabilities  also  provide  a  lower 
bound  to  the  aperture  size.  On  the  other,  an  upper 


bound  is  provided  by  the  fact  that  the  aperture  should 
be  at  least  as  small  as  the  desired  resolution. 

The  existence  of  transmission  resonances  as  a  func¬ 
tion  of  screen  thickness  leads  to  the  question  of  what 
effect  the  screen  thickness  has  on  the  spatial  distribu¬ 
tion  of  the  energy  flux.  Presumably,  the  high  trans¬ 
mission  at  resonance  occurs  when  the  system  efficient¬ 
ly  channels  radiation  from  a  wide  area  through  the  slit. 
In  this  case,  one  might  assume  that  if  the  energy  flow  is 
symmetric  about  the  screen,  the  radiation  should  di¬ 
verge  very  rapidly  past  the  screen  at  resonance.  Thus 
the  large  signal  strength  associated  with  resonance 
could  only  be  obtained  at  the  expense  of  the  resolution 
of  the  system.  To  test  this  hypothesis,  energy  flux 
distribution  curves  similar  to  those  in  Fig.  5  were  de¬ 
veloped  for  four  slit  widths  corresponding  to  the  anti¬ 
resonance  positions  in  Fig.  4.  By  comparing  the  two 
sets  of  data  it  was  found  that  the  resonance  effect  does 
not  influence  the  collimation.  To  verify  this  unex¬ 
pected  result,  the  FWHM  of  the  energy  flux  was  calcu¬ 
lated  for  the  four  different  slit  widths  as  a  function  of 
screen  thickness  at  one  particular  distance  from  the 
screen.  It  was  seen  that,  except  for  very  small  thick¬ 
nesses,  the  distribution  is  indeed  independent  of  thick¬ 
ness.  Thus  high  transmission  can  be  achieved  without 
concurrent  loss  in  resolution.  In  retrospect,  this  result 
is  reasonable,  since  the  symmetry  of  the  problem  is 
disrupted  by  the  presence  of  the  initial  and  reflected 
fields  in  addition  to  the  diffracted  field  on  one  side  [Eq. 
(4)].  As  the  thickness  changes,  the  fields  Ud  and  U3 
change  only  in  magnitude,  but  the  field  U\  changes  in 
distribution  as  well  since  it  involves  the  sum  of  Ud  with 
the  unchanging  fields  IF  and  IP.  At  resonance,  the 
distribution  of  U\  leads  to  channeling  of  the  radiation, 
but  the  distribution  of  U3  remains  unaffected. 


B.  Subwavelength  Photolithography 

The  near-field  collimation  phenomenon  can  also 
be  exploited  to  produce  subwavelength  structures  via 
photolithography  in  the  visible  or  near-UV  regime. 
However,  because  the  collimation  range  is  so  short  at 
optical  frequencies,  the  pattern  in  a  mask  can  be  repro¬ 
duced  with  high  fidelity  in  photoresist  only  if  the  mask 
is  in  close  proximity  to  the  resist  and  only  if  the  resist 
itself  is  very  thin.  Again  referring  to  Fig.  6,  the  mask 
should  be  ~200  A  or  less  away  from  the  farthest  side  of 
the  resist  to  produce  500-A  structures.  This  may  be 
achievable  by  suitably  thinning  conventional  resists 
but  should  certainly  be  possible  using  recently  devel¬ 
oped  Langmuir-Blodgett  film  technology.15 

This  method  of  superresolution  pattern  generation 
has  already  been  demonstrated  by  Fischer  and  Zing- 
sheim.16  Using  a  conventional  resist  and  a  blue  light 
source,  they  obtained  1000-A  resolution,  and  with  a 
photobleaching  dye  layer  they  obtained  500-700-A 
resolution.  We  are  currently  working  to  extend  these 
results  using  sharper  masks  formed  by  electron-beam 
lithography. 

The  model  studied  here  is  more  applicable  to  lithog¬ 
raphy  than  to  microscopy,  since  the  masks  used  in  the 
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production  of  integrated  circuits  are  generally  formed 
from  multiple  slitlike  structures,  whereas  the  aper¬ 
tures  used  for  2-D  NSOM  must  be  approximately 
round.  However,  the  model  is  restrictive  in  that  the 
magnetic  field  is  assumed  aligned  along  the  slit.  This 
leads  to  the  exist""'1?  of  propagating  modes  within  the 
slit  (and  correspondingly  large  transmission  coeffi¬ 
cients),  but  for  other  polarizations  the  modes  may  be 
evanescent.  Thus,  if  polarized  light  is  used  for  sub¬ 
wavelength  photolithography,  the  exposure  of  the  re¬ 
sist  may  depend  on  the  orientation  of  the  mask  as  well 
as  the  sizes  of  the  features  incorporated  therein.  To 
avoid  this  problem,  unpolarized  illumination  should 
be  used. 

The  region  between  the  mask  and  substrate  under¬ 
lying  the  resist  can  also  form  a  2-D  waveguide  which 
supports  propagating  modes.17  If  monochromatic  il¬ 
lumination  is  used,  these  modes  can  produce  a  series 
of  A/2  spaced  fringes  in  the  developed  resist  which  are 
analogous  to  the  transmission  resonances  shown  in 
Fig.  4.  However,  if  polychromatic  illumination  is 
used,  the  Held  maxima  under  the  mask  should  occur  at 
different  points,  so  that  the  fringes  are  eliminated  by 
destructive  interference.  For  example,  a  Xe  arc  lamp 
would  be  preferable  to  a  laser  or  even  to  a  Hg  arc  lamp, 
because  it  has  a  smooth  broadband  output  in  the  visi¬ 
ble  and  near  UV. 

C.  Near-Field  Scanning  Acoustic  Microscopy  (NS AM) 

The  above  analysis  of  the  near  field  is  also  directly 
applicable  to  NSAM.  In  the  acoustic  case,  the  magni¬ 
tude  U  of  the  magnetic  field  Hy  is  replaced  by  pressure 
P.  This  field  still  satisfies  the  Helmholtz  equation  if 
the  excitation  is  harmonic: 

(V*  +  k2)P  -  0;  (51) 

k  -  Vp(Wc);  (52) 

where  p  is  the  density  of  fluid  (analogous  to  the  index 
of  refraction) .  The  velocity  field  u  is  derivable  from  P 
just  as  the  electric  field  E  is  from  the  magnetic  field, 
except  that  it  is  longitudinal  to  the  direction  of  travel 
rather  than  transverse  to  it: 

u  -  —  VP.  (53) 

cup 

Furthermore,  if  the  assumption  of  perfect  conductiv¬ 
ity  is  replaced  by  the  assumption  that  the  screen  is 
perfectly  rigid, 

dnP  “  0  at  the  screen.  (54) 

Comparing  Eqs.  (51)  and  (54)  with  Eqs.  (3)  and  (8)  it  is 
seen  that  P  satisfies  exactly  the  same  differential  equa¬ 
tion  and  boundary  conditions  as  does  U.  Hence  the 
above  numerical  solution  for  the  magnetic  field  imme¬ 
diately  yields  the  pressure  in  the  acoustic  case,  and 
results  concerning  the  collimation  distance  and  the 
feasibility  of  superresolution  imaging  remain  valid. 

NSAM  has  the  potential  to  extend  the  resolution 
of  conventional  diffraction-limited  acoustic  microsco¬ 
py18  in  the  same  manner  that  NSOM  can  extend  opti¬ 


cal  microscopy.  However,  NSAM  has  two  additional 
advantages.  First,  acoustic  microscopy  is  limited  in 
resolution  by  attenuation  within  the  medium  support¬ 
ing  the  wave.  Since  one  could  obtain  A/10  resolution 
using  the  near-field  technique,  the  frequency  of 
the  incident  acoustic  wave  can  be  reduced  by  an  order 
of  magnitude  with  no  concurrent  loss  of  resolution. 
The  decibel  attenuation,  which  is  proportional  to  the 
frequency  squared,  can  thus  be  reduced  by  a  factor  of 
100  without  loss  of  resolution  if  a  NSAM  system  with  a 
A/10  aperture  is  employed.  Second,  a  cylindrical 
acoustic  waveguide,  such  as  an  aperture  in  a  thick  rigid 
screen,  supports  at  least  one  propagating  mode  no 
matter  how  narrow  the  constriction.  Hence  attenua¬ 
tion  of  the  signal  within  the  aperture  should  be  small 
compared  to  the  optical  case. 

D.  Topographical  Mapping  and  Mask  Alignment 

The  rapid  decrease  in  the  transmitted  intensity  past 
a  slit  can  also  be  used  to  advantage  in  two  ways.  First, 
a  nondestructive  topographical  instrument  could  be 
constructed  by  collecting  light  passed  through  a  slit  or 
aperture  and  reflected  back  through  the  aperture  by  an 
object  within  the  near  field.  As  the  aperture  is 
scanned  over  an  optically  uniform  surface,  the  intensi¬ 
ty  of  the  reflected  light  would  represent  changes  in  the 
aperture  to  object  separation  due  to  variations  in  the 
height  of  the  object.  Second,  this  same  reflection 
scheme  with  a  feedback  mechanism  could  be  used  to 
position  a  lithographic  mask  with  respect  to  a  sub¬ 
strate. 

The  analysis  of  the  near-field  diffraction  by  a  slit 
could  be  applied  to  a  number  of  other  problems  as  well 
ranging  from  electromagnetic  interference  between 
close-packed  semiconductor  devices  to  the  shielding  of 
an  environment  from  rf  noise. 

VI.  Caveats 

The  limitations  of  the  above  analysis  must  be  con¬ 
sidered  before  the  results  are  used  to  apply  near-field 
phenomena  to  experimental  situations.  First,  it 
should  be  noted  that  the  slit  model  was  chosen  more 
for  its  mathematical  tractability  than  its  correspon¬ 
dence  to  reality.  For  example,  the  metal  films  which 
can  be  used  to  form  a  thin  screen  have  finite  conduc¬ 
tivities  and  hence  are  not  completely  opaque.  This 
would  increase  the  noise  in  an  NSOM  system  due  to 
passage  of  a  small  fraction  of  the  light  in  the  region 
away  from  the  aperture.  Furthermore,  the  effective 
diameter  of  an  aperture  would  increase,  since  energy 
could  propagate  below  the  surface  of  the  metal  wall 
forming  the  aperture. 

As  a  general  criterion,  the  perfect  conductivity  as¬ 
sumption  should  remain  valid  as  long  as  the  dimen¬ 
sions  of  the  problem  (aperture  diameter  and  screen 
thickness)  exceed  the  extinction  length  of  the  radia¬ 
tion  within  the  metaL  For  aluminum,  this  length  is 
=*  65  A19  in  the  visible,  so  that  the  cases  treated  in  Figs. 
4-6  easily  fall  within  the  range  of  validity. 

The  model  considered  above  is  also  limited  to  the 
situation  where  the  incident  magnetic  field  is  aligned 
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along  the  slit.  For  other  polarizations,  the  transmit¬ 
ted  intensity  may  be  radically  different,  but  the  degree 
of  collimation  should  be  about  the  same. 

In  interpreting  the  results,  it  should  be  remembered 
that  the  FWHM  of  the  outgoing  flux  provides  only  ar 
approximate  estimate  of  the  resolution  to  be  expected 
in  a  NSOM  system.  Of  additional  importance  is  the 
sharpness  of  the  distribution  below  the  slit,  as  is  evi¬ 
dent  in  Fig.  5.  Using  this  additional  criterion,  it  is  seen 
that  the  FWHM  probably  overstates  the  resolution 
and  that  it  may  be  necessary  to  place  the  aperture 
closer  than  half  the  width  for  the  resolution  to  ap¬ 
proach  the  aperture  size. 

Another  potential  problem  concerns  the  effect  of  the 
object  (for  NSOM)  or  the  resist  and  substrate  (for 
lithography)  on  the  distribution  of  radiation  emanat¬ 
ing  from  an  aperture.  Clearly,  any  such  objects  placed 
within  the  near  field  change  the  boundary  conditions 
and  hence  the  solution  of  the  entire  problem.  The 
most  significant  changes  should  occur  for  the  case  of 
conducting  surfaces,  but  in  all  situations  one  might 
assume  that  the  substrate  should  cause  the  radiation 
to  spread  more  rapidly,  since  the  screen  and  surface 
can  act  as  a  waveguide  to  funnel  radiation  away  from 
the  aperture. 

Although  the  principle  of  near-field  imaging  can  be 
investigated  using  the  infinite  slit  model  studied  here, 
a  circular  aperture  must  be  used  for  2-D  imaging  in 
NSOM  applications.  In  terms  of  the  transmitted  in¬ 
tensity,  this  can  have  significant  consequences:  the 
slit  in  a  thick  screen  acts  as  a  waveguide  which  can 
support  a  propagating  mode,  whereas  a  round  aperture 
in  a  thick  screen  can  support  only  evanescent  modes  if 
the  aperture  is  considerably  smaller  than  a  wave¬ 
length.  Furthermore,  there  is  an  additional  reduction 
in  transmission  due  to  reflections  at  the  screen  which 
occur  even  in  the  simpler  case  of  an  infinitely  thin 
screen,  and  these  reflections  differ  for  a  round  aperture 
as  opposed  to  an  infinite  slit. 

Despite  these  differences,  the  slit  model  was  chosen 
here  for  a  number  of  reasons.  First,  finding  the  near¬ 
field  radiation  pattern  from  a  round  aperture  in  a 
conducting  screen  would  entail  solving  a  system  of  two 
vector  fields  in  three  dimensions  instead  of  a  single 
scalar  field  in  two  dimensions.  Second,  consideration 
of  the  optical  properties  of  metals  indicates  that  a 
screen  becomes  sufficiently  opaque  only  when  the 
thickness  approaches  the  size  of  the  aperture.  Hence 
in  a  realistic  model  it  is  necessary  to  generalize  the 
thin  screen  results  to  the  case  of  nonzero  screen  thick¬ 
ness.  This  generalization  is  accomplished  much  more 
simply  for  the  slit  geometry.  Finally,  the  results  of  the 
thin  screen,  circular  aperture  diffraction  problem  have 
been  expressed  as  terms  in  a  series  expansion  for  the 
fields  within  the  aperture.1  When  used  to  calculate 
the  near-field  distribution  of  radiation,  the  truncated 
series  yields  results  of  finite  accuracy,  even  when  so¬ 
phisticated  numerical  methods  are  used.  In  contrast, 
the  slit  model  developed  here  can  be  applied  to  ?lits  of 
any  width  in  screens  of  any  thickness  and  will  yield 
results  limited  only  by  the  speed  and  memory  of  the 


computer  used.  The  numerical  analysis  is  itself 
straightforward,  so  that  the  boundary  fields  for  a  given 
set  of  parameters  can  be  determined  within  a  few  min¬ 
utes  using  a  microcomputer. 

Nevertheless,  the  g.  ometry  of  an  aperture  closed  in 
two  dimensions  has  been  considered  by  many  re¬ 
searchers.  Massey20  studied  a  square  aperture  in  a 
thin  screen  using  Fourier  optics  and  considered  the 
feasibility  of  superreBolution  microscopy  and  lithogra¬ 
phy.  The  qualitative  conclusions  of  the  work  concern¬ 
ing  the  extent  of  collimation  are  consistent  with  the 
more  extensive  distribution  graphs  in  Figs.  5  (a)-(d), 
although  the  approach  used  may  not  be  valid  in  the 
near  field.  More  recently,  Leviatan21  determined  the 
distribution  of  the  magnetic  field  transmitted  by  a 
circular  aperture  in  a  thin  screen  using  the  method  of 
moments.  The  collimation  results  were  also  found  to 
be  similar  to  the  slit  geometry  studied  here.  The  more 
realistic  case  of  a  round  aperture  in  a  thick  screen  has 
been  considered  by  McDonald,22  although  only  the 
degree  of  coupling  between  the  two  sides  of  the  screen 
was  investigated  rather  than  the  distribution  of  radia¬ 
tion  in  the  near  field. 

The  results  of  McDonald  can  be  used  to  obtain  an 
approximate  estimate  of  the  minimum  aperture  size 
which  can  be  used  for  practical  NSOM  imaging.  The 
least  attenuated  mode  within  a  round  aperture  was 
found  to  be  the  TEi  t  mode,  for  which  the  energy  decays 
at  a  rate  of 

E  -  E0  exp(— 2  X  1.841d/a),  (55) 

where  d  is  the  screen  thickness  and  a  is  the  aperture 
radius.  However,  the  energy  decays  in  the  screen  at  a 
finite  rate  as  well,  which  i8  given  by 

E  »  E0eip(-d/i),  (56) 

where  6  is  the  extinction  length  in  the  screen.  The 
metal  with  the  largest  opacity  in  the  visible  is  alumi¬ 
num  for  which  5  -  65  A  when  X  *  5000  A.19  When  the 
attenuation  due  to  the  waveguide  effect  exceeds  the 
attenuation  in  the  metal,  the  contrast  between  the 
aperture  and  surrounding  screen  becomes  insufficient 
for  superresolution  applications.  Hence  the  mini¬ 
mum  aperture  diameter  is  given  by 

2a  *  4  X  1.8414.  (57) 

For  Al,  this  yields  a  diameter  of  =*480  A,  which  ex¬ 
plains  our  choice  of  a  goal  of  500  A  for  NSOM  imaging. 
It  should  be  noted  that  this  is  a  very  approximate 
result,  since  the  finite  conductivity  of  the  screen 
should  decrease  the  waveguide  attenuation  below  the 
value  given  in  Eq.  (55)  due  to  the  larger  effective  aper¬ 
ture  size  as  discussed  above. 

In  a  strict  sense,  the  resolution  of  an  NSOM  system 
should  indeed  be  limited  to  the  aperture  size,  since  two 
or  more  small  structures  will  not  be  completely  re¬ 
solved  if  their  separation  is  less  than  the  aperture 
diameter.  However,  it  should  be  possible  to  deter¬ 
mine  the  position  of  the  edge  of  a  structure  larger  than 
the  aperture  (i.e.,  determine  its  position)  to  considera¬ 
bly  less  than  the  aperture  size.  To  accomplish  this,  the 
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intensity  information  obtained  when  the  aperture  is 
partially  occluded  by  the  edge  would  be  deconvoluted 
to  find  the  edge  position. 

Finally,  although  it  is  easiest  to  understand  near¬ 
field  microscopy  in  the  scenario  where  the  aperture  is 
used  to  form  a  subwavelength  sized  light  source,  this  is 
by  no  means  the  only  possible  mode  for  NSOM  view¬ 
ing.  In  addition,  the  light  transmitted  through  the 
sample  could  be  collected  by  the  aperture  in  the  near 
field.  In  this  arrangment,  only  light  from  the  region 
directly  below  the  aperture  is  detected.  Although  the 
slit  model  suggests  that  this  geometry  may  yield  a 
lower  resolution  for  a  given  slit  to  object  separation  due 
to  the  radiation  scooping  effect  at  resonance,  the  reso¬ 
lution  should  not  be  affected  in  the  case  of  a  circular 
aperture  since  all  modes  are  evanescent  and  no  reso¬ 
nances  occur.  Finally,  light  could  be  both  transmit.^ 
by  and  collected  with  the  aperture,  thus  forming 
a  reflection  NSOM  instrument.  This  system  has  two 
principal  advantages:  even  thick  opaque  samples 
could  be  scanned,  and  the  resolution  and  contrast  may 
be  higher  than  in  the  transmission  modes,  since  the 
near-field  collimation  phenomenon  is  used  to  advan¬ 
tage  not  once  but  twice. 

VI.  Condueions 

The  energy  flux  transmitted  by  an  infinite  slit  in  a 
thick  conducting  screen  has  been  determined  using  the 
method  of  Neerhoff  and  Mur.  The  model  is  limited 
only  in  the  number  of  subdivisions  required  to  solve 
the  resulting  integral  equations  by  numerical  methods. 
Transmission  coefficients  were  found  to  be  identical  to 
those  calculated  by  the  alternative  method  of  Harring¬ 
ton  and  Auckland.  The  flux  perpendicular  to  the 
screen  is  indeed  collimated  to  the  slit  width  within  the 
very  near  field  but  diverges  sufficiently  rapidly  so  that 
an  object  must  be  placed  closer  than  half  the  slit  width 
to  generate  an  image  with  a  resolution  approaching 
this  width.  In  addition  to  near-field  microscopy,  other 
applications  such  as  subwavelength  photolithography 
were  considered.  Many  physical  phenomena  which 
may  be  associated  with  the  optical  near  Held  were 
discussed  qualitatively  in  conjunction  with  these  ap¬ 
plications.  Finally,  limitations  of  the  slit  model  were 
viewed  in  the  context  of  its  application  to  the  design 
and  construction  of  a  practical  near-field  scanning  op¬ 
tical  microscope. 
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A  one-dimensional  near-field  scanning  optical  microscope  (NSOM)  operating  in  the 
fluorescence  mode  has  been  demonstrated.  NSOM  line  scans  of  both  metallic  edges  and 
fluorescent  gratings  have  been  obtained  and  quantitatively  compared  to  both  scanning  electron 
micrographs  and  conventional  optical  micrographs  of  the  same  structures.  The  sharpness  of 
the  near-field  scans  indicates  resolution  of  <  100  nm. 


Lateral  resolution  in  conventional  optical  microscopy  is 
limited  by  diffraction  effects.  It  has  long  been  desirable  to 
develop  a  nondestructive  probe  which  can  operate  at  atmo¬ 
spheric  pressures  with  a  spatial  resolution  approaching  that 
of  scanning  electron  microscopy.  Such  a  probe  would  have 
applicability  in  diverse  areas  ranging  from  the  biological  sci¬ 
ences  to  semiconductor  technology.  Towards  this  goal,  near¬ 
field  scanning  optical  microscopy  (NSOM),  is  being  devel¬ 
oped  to  provide  spatial  resolution  far  exceeding  that  of 
diffraction  limited  systems  while  still  using  visible  wave¬ 
lengths.' ^  In  this  letter  we  demonstrate  fluorescence 
NSOM  imaging  for  the  first  time.  This  capability  is  neces¬ 
sary  for  producing  high  contrast,  super-resolution  images 
and  chemical  maps  of  biological  and  other  fluorescent  sys¬ 
tems. 

In  NSOM,  light  transmitted  through  a  submicron  aper¬ 
ture  in  an  opaque  screen  is  used  to  form  a  light  spot  which  is 
then  scanned  over  an  object  to  generate  an  image.  If  the 
aperture  is  in  close  proximity  to  the  object  to  be  resolved,  i.e., 
within  the  near  field,  then  resolution  is  determined  primarily 
by  the  size  of  the  aperture  rather  than  the  wavelength,  A. 
Quantitatively  the  near  field  can  be  defined  as  the  distance 
from  a  screen  wherein  the  initially  collimated  radiation  ema¬ 
nating  from  an  aperture  diverges  by  less  than  20%.  We  have 
calculated  this  distance  to  be  A  / 25  for  a  A.  /10  aperture.7 
Therefore,  at  optical  wavelengths  it  is  necessary  to  reduce 
vibrations  to  less  than  20  nm  to  achieve  the  necessary  posi¬ 
tioning  accuracy.  Towards  this  end  a  0.6-m-thick  optical 
honeycomb  table  with  an  air  mount  vibration  isolation  sys¬ 
tem  was  used  to  eliminate  vibrations  above  a  few  hertz. 

Several  different  methods  have  been  used  in  the  past  to 
fabricate  the  submicron  apertures  needed  in  near-field  mi¬ 
croscopy.1'4  However,  we  have  developed  an  inexpensive, 
rapid,  and  highly  reproducible  method  for  producing  such 
apertures  at  the  tips  of  metallized  glass  pipettes.  Another 
advantage  of  this  technique  is  that  these  highly  tapered  pi¬ 
pettes  can  probe  recessed  regions  of  rough  surfaces.  Aper¬ 
tures  with  diameters  ranging  from  ~  SO  nm  to  s:  1000  nm  ( 1 
H )  were  formed  from  glass  micropipettes  using  a  two-stage 
pulling  process.  The  tip  outer  diameters  were  approximately 
500  nm  for  the  smaller  aperture  pipettes.  Indeed,  tips  with 
outer  diameters  =:20  nm  have  been  produced  for  use  in  mi¬ 
croinjection  of  individual  cells.* 

The  exterior  surfaces  of  the  pipettes  were  metallized 
with  8  nm  of  chromium  followed  by  SO  nm  of  aluminum  via 
vacuum  deposition.  The  chromium  was  used  as  an  adhesive 
layer  between  the  glass  pipette  and  the  50-nm  aluminum 


layer.  Aluminum  was  chosen  for  its  high  absorption  coeffi¬ 
cient  at  optical  wavelengths.  Scanning  electron  micrographs 
of  a  100-nm-diam  pipette  and  a  600-nm-diam  pipette  are 
compared  in  Fig.  1. 

A  schematic  of  the  experimental  apparatus  is  shown  in 
Fig.  2.  Movement  of  the  pipette  was  accomplished  on  a 
rough  scale  by  micrometer  driven  stages.  Fine  positioning 
was  achieved  by  stacked  piezoelectric  transducers  (PZTs). 
The  PZTs  were  calibrated  both  interferometrically  and  mi¬ 
croscopically.  Light  was  passed  through  the  pipette  illumi¬ 
nating  the  aperture  from  below.  The  light  transmitted  by  the 
aperture  was  then  collected  by  a  25  power  0.55  numerical 
aperture  (NA)  microscope  objective  and  focused  on  a  sili¬ 
con  intensified  target  (SIT)  vidicon  detector.  Both  the  in¬ 
tensity  of  the  light  transmitted  and  the  position  of  the  pipette 
could  be  detected  by  this  detector. 

Due  to  the  small  distance  through  which  the  radiation  is 
<  Climated  after  emanating  from  the  aperture,  it  is  necessary 
to  know  the  vertical  position  of  the  pipette  to  within  a  few 
nanometers.  Coarse  vertical  positioning  was  achieved  by  op¬ 
tically  observing  the  pipette  tip  come  into  focus  as  it  was 
moved  toward  the  object.  A  small  potential  was  placed 
between  the  pipette  and  the  object  to  be  scanned.  The  pipette 
was  moved  vertically  upward  in  steps  of  2  nm  until  a  tunnel¬ 
ing  current  was  measured  at  which  time  the  pipette  was 
within  a  few  nanometers  of  the  object  surface.  At  this  point 
intensity  data  were  collected  and  the  pipette  was  lowered 
and  moved  horizontally  25  nm  to  the  next  position  by  step¬ 
ping  the  PZT  voltage.  Scan  rates  were  limited  to  <  10  pixels 
per  second. 

The  sample  was  illuminated  through  the  pipette  using  a 
100-W  tungsten  lamp  with  a  maximum  intensity,  Am„,  at 
570  nm  for  the  transmission  measurements.  A  dichroic  mir- 


FIO.  I .  Scanning  electron  micrographs  of  metallized  pipettes  with  aperture 
diameters  of  =  100  nm  and  ~600  nm  at  the  tips  of  the  pipettes. 
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FIG.  2.  Schematic  of  (he  experiment. 


ror  was  used  to  cut  off  the  shorter  wavelengths.  An  argon  ion 
laser  in  all  lines  visible  mode  was  used  for  the  fluorescence 
scans.  A  rotating  sand  blasted  glass  window  was  used  to 
reduce  the  speckle  noise  of  the  laser.  A  cut-off  filter 
(/i  ,/2  =  580  nm)  was  placed  between  the  microscope  objec¬ 
tive  and  the  detector  to  block  the  laser  light  and  to  allow  the 
far  red  (<tma,  =  690  nm)  emission  to  be  transmitted  to  the 
detector. 

Test  patterns  were  made  by  contact  printing  a  pattern 
from  a  mask  formed  by  electron  beam  lithography  '  "  This 
mask  of  silicon  nitride  was  placed  in  contact  with  a  clear 
glass  coverslip  and  the  material  to  be  deposited  was  then 
evaporated  through  the  mask  and  onto  the  coverslip.  For  the 
transmission  scans  50  nm  of  chromium  was  evaporated 
whereas  50  nm  of  3,4,9, 10-perylenetetracarboxylic  dianhy¬ 
dride  (Aldrich  Chemical  Co.)  was  used  for  the  fluorescence 
measurements.  The  samples  were  then  coated  with  5  nm  of 
chromium  to  assure  conductivity  over  the  edge  or  grating. 
The  patterns  thus  formed  had  sharp,  well  characterized  fea¬ 
tures  as  demonstrated  by  scanning  electron  microscopy 
(SEM).  Such  test  patterns  are  essential  to  quantitatively  as¬ 
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FIG.  J.  Low  resolution  (aperture  s600nm)  and  high  resolution  (aperture 
100  nm)  transmission  NSOM  scans  of  a  50-nm  chromium  edge  are 
shown  above;  ~  570  nm. 


FIG.  4.  From  nnttoin  to  top  arc  shown:  u  densitometer  trace  of  a  scanning 
electron  micrograph  of  a  50-mn-lhick  chromium  edge;  an  NSOM  scan  of 

l  he  same  edge  (A. .  570  nin )  plotted  against  a  theoretical  NSOM  curve: 

a  theoretical  scanning  optical  microscope  (SOM)  scan  (/ i  570  tint. 
NA  0.55)  plotted  with  points  from  an  experimental  optical  micrograph 
scan  of  the  same  50-nm-lhick  chronic  step  taken  with  -  570  nm  and 
NA  0.55  collection  optics  used  for  the  NSOM  scans,  and  a  theoretical 
SOM  edge  scan  using  a  very  high  ( 1.4  NA)  numerical  aperture  objective 
(/i  570  nm ).  All  edge  scan  steps  were  normalized  to  an  intensity  change 

of  unity. 


sess  the  resolution  of  NSOM  in  both  the  transmission  and 
fluorescence  modes. 

Figure  3  shows  a  transmission  scan  over  a  chromium 
step  for  both  a  600-nm  and  a  100-nm  aperture.  The  distance 
from  12%  to  88%  transmission  scales  with  aperture  size.  In 
Fig.  4  the  high  resolution  NSOM  data  are  compared  to  a  line 
scan  from  an  electron  micrograph  of  the  same  edge.  The 
SEM  trace  is  a  convolution  of  the  edge  profile  with  the  beam 
profile  and  the  secondary  electron  emission  yield  function. 
The  edge  profile  can  be  estimated  from  the  micrograph  trace 
to  have  a  width  of  s  30  nm  assuming  a  beam  diameter  of  20 
nm.  This  finite  width  is  a  result  of  the  contact  printing  pro¬ 
cess.  The  12-88%  point  in  intensity  of  the  NSOM  trace  is  60 
nm.  This  is  the  near-field  beam  profile  convoluted  with  the 
30-nm  edge  width. 

Using  these  results  we  can  make  a  quantitative  compari¬ 
son  between  the  SEM  and  both  experimental  and  theoretical 
NSOM  scans.  The  theoretical  curve  through  the  NSOM 
data  in  Fig.  4  was  generated  by  assuming  exponential  ab¬ 
sorption  in  the  chromium  step  and  an  intensity  transmitted 
to  the  detector  scaling  as  the  third  power  of  the  unoccluded 


0.0  1.0  2.0  3.0 

MICRONS 


FIG.  5.  Fluorescence  =  690  nm)  NSOM  scan  of  a  perylene  grating 
with  period  800  nm  (u)  is  shown  below  a  densitometer  trace  of  a  SEM  scan 
of  the  same  grating  (b).  The  SEM  scan  was  slightly  displaced  in  a  direction 
parallel  to  the  grating  lines  relative  to  the  NSOM  scan. 
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aperture  area  as  suggested  by  Bethe. 1(1  Also  shown  in  Fig.  4 
is  a  conventional  far-field  optical  line  scan  obtained  from  the 
edge  using  the  same  0.55  NA  objective  lens  as  used  for  the 
NSOM  scans.  The  solid  line  passing  through  these  experi¬ 
mental  points  has  been  calculated  from  the  theory  for  a  con¬ 
ventional  incoherent  scanning  optical  microscope. 1 1  The  re¬ 
sult  of  a  similar  calculation  for  a  1 .4  NA  objective  is  shown  at 
the  top  of  Fig.  4.  Thus,  one  can  infer  that  resolution  far 
exceeding  the  diffraction  limit  has  been  achieved  using  near¬ 
field  scanning  techniques. 

Using  the  same  100-nm  pipettes  as  were  used  for  the 
data  above  we  have  obtained  scans  of  fluorescent  edges  and 
gratings.  One  such  scan  of  a  fluorescent  grating  of  period  800 
»m  is  shown  in  Fig.  5(a).  A  densitometer  trace  of  a  scanning 
electron  micrograph  of  the  same  perylene  grating  is  also 
shown  in  Fig.  5(b).  The  sharpest  maximum  to  minimum 
change  in  the  fluorescence  NSOM  image  is  <  100  nm.  Thus, 
fluorescence  NSOM  grating  scans  have  been  demonstrated 
with  resolution  comparable  to  the  aperture  diameter  used 
and  almost  an  order  of  magnitude  better  than  the  emission 
wavelength. 

Near-field  scanning  optical  microscopy  in  both  the 
transmission  and  fluorescence  modes  has  been  demonstrat¬ 
ed  using  a  one-dimensional  prototype  system.  Resolution  on 
the  order  of  the  aperture  size  has  been  demonstrated  down  to 
a  scale  of  <  100  nm.  The  pipette  type  apertures  provide  a 
highly  reproducible,  easily  fabricated,  and  inexpensive  type 
of  submicron  aperture.  A  two-dimensional  near-field  scan¬ 


ning  optical  microscope  with  improved  speed,  positioning 
accuracy,  vibration  isolation,  and  resolution  is  under  con¬ 
struction.  Thus,  NSOM  shows  great  promise  as  a  high  reso¬ 
lution  non-ionizing  in  situ  spectral  probe. 
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